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Abstract 

This  thesis  covers  an  in-depth  analysis  of  the  pulsed  laser  system  to  be  used  in  de¬ 
veloping  a  linear  technique  for  the  time  domain  study  of  the  change  in  coherence 
of  atomic  superposition  states  for  the  Ytterbrium  atom  due  to  phase-interrupting 
collisions.  The  hybrid  synchronously  pumped  dye  laser  yielded  optimally  shaped 
sub-picosecond  pulses  at  the  555.6  nanometer  wavelength.  Comparison  of  the  results 
for  the  experimental  trials  at  the  576  and  555.6  nanometer  wavelengths  yielded  an 
experimental  value  for  the  dephasing  time,  Tj  =  621  picoseconds,  of  the  DMETCI 
dye  used  as  a  saturable  absorber  dye  for  the  first  time. 
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Chapter  1 


Introduction 


This  thesis  explores  the  pulse  characteristics  of  the  hybrid  synchronous  pumped  dye 
laser  for  use  in  the  study  of  the  change  of  coherence  of  the  atomic  superposition 
states  for  the  Ytterbrium  atom  due  to  phase-interrupting  collisions.  The  detail  of  the 
phase-interrupting  collisions  requires  a  sub-picosecond  pulse. 

1.1  General  overview 

Collisions!  processes  between  atoms  have  been  studied  in  some  detail  by  different  sci¬ 
entific  fields  since  the  phenonema  was  first  postulated  by  Michelson  in  1885  [Michel- 
sonl885].  The  advance  of  scientific  techniques  and  technology,  notably  laser  spec¬ 
troscopy,  has  greatly  increased  our  understanding  of  the  processes  involved  in  col¬ 
lisions!  phenonema.  From  the  early  days  of  macroscopic  observation  of  collisional 
processes  through  the  classics!  and  now  quantum  mechanical  treatment  of  the  be¬ 
havior,  physicists  have  expanded  our  levels  of  knowledge  of  the  collisional  processes. 
The  development  of  lasers  and  laser  spectroscopy  has  both  facilitated  and  encouraged 
the  study  of  collisions!  processes  by  providing  a  probe  mechanism  that  can  probe  the 
sample  and  collect  data  on  the  collisions  with  minimal  disruption  of  the  process.  The 
most  commonly  used  technique  involved  in  studying  collisions!  processes  using  laser 
spectroscopy  involve  the  use  of  atomic  or  molecular  vapor  in  an  enclosed  sample  cell. 
Researchers  select  the  appropriate  laser  wavelength  that  excites  the  sample  system 
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to  a  excited  state  then  study  the  resultant  re-radiation  of  emitted  light  as  the  sample 
decays  back  to  the  ground  state.  When  analyzed,  the  resultant  spectra  yields  infor¬ 
mation  on  collisions!  processes.  The  most  common  technique  to  reduce  the  mean 
time  between  collisions  is  to  introduce  an  inert  buffer  gas  as  a  perturber  atom  into 
the  sample  cell  that  does  not  absorb  laser  light  at  the  required  wavelength. 

Recent  work  has  been  focussed  on  the  study  of  the  polarization  decay  by  col- 
lisional  processes  of  the  emitted  light.  The  theoretical  framework  has  been  estab¬ 
lished  by  V.N.  Rebane  [Rebanel967]  and  its  applications  in  the  study  of  other  colli- 
sional  related  phenomena  has  been  used  by  several  other  researchers  [Ghosh  et  all 984] 
[Pinardl979]  [Hanschl969]  [Le  Gouetl980|.  The  initial  work  in  the  field  on  studying 
phase-interrupting  collisions  was  done  in  the  frequency  domain;  which  through  the 
appropriate  Laplacian  transforms,  can  be  transformed  into  time  domain  information-. 
A  direct  study  of  the  collisional  processes  in  the  time  domain  can  provide  more  direct 
yields  of  information  on  the  phenonema.  The  photon  echo  technique  using  cw  lasers 
applied  to  study  collisional  processes  [Forberl983]  was  one  of  the  first  techniques  to 
study  these  processes  in  the  time  domain.  This  non-linear  technique  provided  in¬ 
valuable  information  yet  suffered  from  complications  in  analysis  as  users  must  ensure 
that  the  AC  Stark  effect  does  not  induce  modifications  to  the  collisional  processes. 
A  more  simplified  linear  approach  was  then  devised  to  eliminate  possible  AC  Stark 
effect  interference  with  collisional  processes.  The  linear  technique  developed  by  K.  An 
et  al  [An  et  al  1988]  uses  a  low  power  laser  with  ultra-short  pulses  to  study  collisional 
processes  in  the  impact  and  quasi-static  regime.  This  process  involves  directing  two 
ultra-short  laser  pulses  into  a  radiator-perturber  system.  The  two  pulses  are  created 
by  sending  the  pulsed  laser  output  into  a  beam  splitter  and  directing  one  of  the  beams 
along  a  variable  delay  line,  then  re-directing  the  delayed  pulse  along  the  same  path  as 
the  initial  pulse,  thereby  allowing  a  controllable  delay  time  between  the  two  pulses. 
The  first  pulse,  with  its  established  and  well-defined  phase,  excites  the  simple  two 
level  radiator  atoms  into  an  excited  superposition  state.  This  superposition  state  has 
an  initially  established  phase  that  evolves  in  time.  The  second  pulse,  which  has  its 
own  well-defined  phase,  will  interfere  with  the  macroscopic  polarization  of  the  system 
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Figure  1-1:  Picosecond  Time  Domain  Study  of  Atomic  Superposition  State  Collisions 
[An  et  al  1988] 

reflected  by  the  modulation  of  the  excited  upper  state  population.  If  there  are  no  de¬ 
phasing  mechanisms  such  as  collisions,  the  coherence  of  the  macroscopic  polarization 
will  not  decay  within  twice  of  the  spontaneous  lifetime  of  the  excited  state  for  the  two 
level  atom.  By  monitoring  the  fluorescence  of  the  system,  we  can  measure  the  degra¬ 
dation  of  the  macroscopic  polarization  coherence  caused  by  the  collisions.  This  will 
show  up  in  the  form  of  a  decrease  in  the  fluorescence  signal  as  the  delay  time  between 
successive  pulses  increases.  By  varying  the  number  of  radiator-perturber  atoms  in  the 
system,  we  can  alter  the  mean  time  between  collisions  and  gain  further  information 
on  the  collisional  processes.  Typical  perturber  atoms  used  in  the  experiment  are  inert 
buffer  gases  such  as  Helium,  Argon  or  Xenon. 

The  initial  experimental  results  for  this  linear  technique  were  conducted  in  1988 
using  a  picosecond  regime  pulsed  laser.  174Ytterbrium  was  used  as  the  two-level 
radiator  atom  for  the  phase-interrupting  collision  experiment.  Experimental  results 
are  shown  in  figures  1.1  and  1-2  on  pages  11  and  12.  The  x  —  axis  of  the  figures 
represents  the  delay  time  between  successive  pulses,  tj  while  the  y  —  axis  depicts  the 
recorded  fluorescence  signal  in  arbitrary  units.  The  data  in  figure  1.1  was  taken  with 
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delay  time  (psec) 

Figure  1-2:  Picosecond  Time  Domain  Study  of  Atomic  Superposition  State  Collisions 
with  Argon  Buffer  Gas  [An  et  al  1988] 

the  Ytterbrium  concentration  at  2.2  x  10n  cm-3  and  without  a  buffer  gas. 

The  data  in  figure  1-2  was  run  at  differing  Ytterbrium  vapor  concentrations;  (a) 
2.5  x  1010  cm"3,  (b)  1.0  x  10n  cm-3,  (c)  2.1  x  1011  cm-3,  (d)3.4  x  10u  cm-3,  and  (e) 
7.0  x  10u  cm"3,  with  the  Argon  buffer  gas  concentration  set  at  9.0  x  1017  cm-3  to 
explore  collisional  behavior  as  the  mean  time  between  collisions  was  decreased.  Note 
that  the  presence  of  the  buffer  gas  smoothens  out  the  spikes  in  the  original  figure  1.1. 

The  decay  curves  show  a  gaussian  curve  associated  with  a  Doppler  dephasing. 
There  is  a  significant  amount  of  agreement  with  the  predicted  smooth  curve  that  is 
the  product  of  a  gaussian  curve  with  Doppler  dephasing  and  an  exponential  curve 
with  Doppler  dephasing.  There  is  also  the  presence  of  possible  peaks  or  other  details 
at  the  higher  density  regimes  which  are  caused  by  non-linear  effects  of  the  higher 
sample  concentrations  that  cannot  be  clearly  discerned  from  the  background  noise. 
Figure  1-3  on  page  13  depicts  a  comparison  of  the  data  taken  in  R.  Forber’s  photon 
echo  technique  for  mYb  (shown  as  the  horizontal  line  with  10  percent  error  bars) 
[Forberl983]  versus  the  data  taken  using  the  linear  technique  developed  by  K.  An 
(shown  as  the  o  with  error  bars)  [An  et  all988].  The  figure  depicts  the  decay  rate  of 
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Log10  pressure 


Figure  1-3:  Comparison  of  data  by  photon  echo  [Forberl983]  with  data  by  linear 
technique  (An  et  all988] 


Ytterbrium  in  units  of  on  the  y  —  axis  as  a  function  of  the  pressure  in  units  of 
logio  torr  on  the  x  —  axis.  The  two  techniques  show  an  agreement  with  each  other 
with  the  linear  technique  showing  more  detail  of  the  collisional  structure. 

The  laser  used  to  take  this  data  produced  a  pulse  width  on  the  order  of  5  pi¬ 
coseconds  and  is  shown  in  figure  1-4  on  page  14  with  the  half  pulse  intensity  profile 
depicted  as  the  lower  data  curve  and  the  resulting  decay  curve  depicted  as  the  upper 
curve. 

This  figure  clearly  shows  the  presence  of  the  broad  incoherent  background  associ¬ 
ated  with  this  laser  pulse  and  the  corresponding  peaks  in  the  decay  curve  caused  by 
the  wings  of  the  pulse.  The  average  output  power  of  this  system  was  on  the  order  of 
four  milliwatts. 

The  use  of  this  picosecond  regime  laser  pulse  potentially  obscured  some  of  the 
details  of  the  collisions  by  not  allowing  sufficient  resolution  of  detail.  The  duration 
of  the  collisions  between  Ytterbrium  and  the  perturber  atoms  can  be  estimated  by 
calculating  the  radius  of  the  174Yb  atom’s  outermost  electron  and  calculating  the 


13 


time  delay  (psec) 

Figure  1-4:  Laser  Pulse  used  in  Study  of  Phase  Interrupting  Collisions  [An  et  all988] 


velocity  if  the  atom  by 


(1.1) 


Dividing  the  atomic  diameter  by  the  atom’s  velocity  yields  a  collision  duration  on  the 
order  of  3  picoseconds.  To  approach  the  quasi-static  collision  limit  in  the  study  of 
these  collisions,  we  must  have  tpui,e  <  taM.  The  use  of  sub-picosecond  pulses  should 
allow  the  resolution  of  the  finer  details  of  the  phase-interrupting  collisions. 


1.2  Ytterbrium  Atom 

The  radiator  atom  used  in  the  study  of  phase-interrupting  collisions  should  be  as 
simple  as  possible  to  minimize  multi-level  degeneracy  and  collisional  coupling  effects 
and  transitions  and  to  facilitate  the  analysis  of  the  results.  The  two  level  atom  should 
have  an  allowed  transition  within  the  spectral  range  of  available  chemical  dye  lasers; 
and  the  temperature  at  which  the  atomic  vapor  is  formed  should  be  relatively  low 
to  facilitate  the  atom  vapor  production.  [Forberl983] [Ghosh  et  all984]  Additionally, 
the  atom  should  have  a  simplified  atomic  structure  with  a  lSo  ground  state,  no  net 
spin,  and  other  allowed  transitions  sufficiently  distanced  to  preclude  excitation  to 
other  allowed  transitions.  174Ytterbrium  was  selected  for  its  characteristics  which 
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virtually  optimized  the  above  criteria.  I74Ytterbrium  is  a  simple  two-level  system 
with  an  allowed  15o  to  3  Pi  dipole  transition  at  555.6  nanometers  wavelength  energy 
separation.  This  atom’s  nuclear  spin  of  the  ground  state  is  zero  with  no  hyperfine 
structure.  The  closest  fine-structure  energy  level  is  700  cm-1  away  which  minimizes 
the  possibility  of  exciting  other  allowed  transitions.  The  spontaneous  lifetime, 
is  relatively  long,  895  nanoseconds  [Corliss  1962],  which  allows  us  to  approach  the 
quasi-static  limit  with  sufficiently  short  laser  pulses.  With  the  trpan  much  larger  than 
the  duration  of  the  collisions,  Tcoii,  and  r^/  much  larger  than  the  laser  pulsewidth, 
we  can  approach  the  impact  collision  limit  and  gain  invaluable  information  on  the 
dynamic  aspects  of  the  collision.  The  temperature  for  low  pressure  atomic  vapor 
(10~6  torr)  is  352  degrees  Celsius  [Nesmeyanovl963],  which  allows  for  easy  formation 
of  Ytterbrium  metal  vapors  using  Inconnel  600  heating  elements  on  the  sample  cell. 
The  555.6  nanometer  wavelength  corresponding  to  the  desired  transition  is  within  the 
spectral  range  of  commercially  available  dye  lasers. 


1.3  Laser  System  Requirements 

The  selection  of  the  Ytterbrium  atom  dictates  the  wavelength  of  the  required  laser 
output  and  subsequent  laser  system  requirements.  To  allow  study  of  the  collisional 
processes  at  the  quasi-static  collision  limit,  the  laser’s  pulsewidth,  or  r^e  must  be 
much  smaller  than  the  duration  of  the  collisions,  t^.  Therefore,  we  should  have  the 
TpuUe  on  the  order  of  a  few  hundred  femtoseconds  to  allow  maximum  detail  of  the 
collisional  processes  to  be  viewed.  Optimal  pulseshape,  to  include  the  elimination  of 
satellite  pulses  and  wings  to  the  pulse,  should  be  maintained  to  limit  the  induced 
macroscopic  polarization  of  the  Ytterbrium  sample  to  the  initial  pump  pulse.  Any 
satellite  pulses  or  irregularly  shaped  pump  pulses  could  cause  additional  superposition 
states  with  differing  polarization  phases  that  interfere  with  the  initial  polarization  and 
cause  unnecessary  complications  to  the  data  analysis. 

During  preliminary  trial  runs  of  the  experiment  to  test  the  equipment  with  the 
cavity  dumper  in  the  laser  system  and  an  external  pulse  compression  apparatus  to 
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UMT 

System 

Mode*Locking 

Technique 

i 

Laser  I  Average 

Components  i  Pulse 

Passive 

Saturable  Absorber 

“  1 

NrfcYAQ/Dye 

i  pe 

Synchronous 

Pumping 

Modeiooked  Pump  Laser 
with  Saturable 

Absorber 

Dye 

6  pa 

Hybrid 

Synchronous 

Punplng 

Same  as  Sync.  Pumping 
except  Separate 
Saturable  Absorber  Jet 

Dye 

Ring  Cavity 
(CPM) 

Passive  Modelocking 
in  Ring  Cavity 

Dyt 

too  ts 

Table  1.1:  Mode- Locking  Techniques  for  Short  Laser  Pulses 

decrease  the  pulsewidth  to  the  sub- picosecond  regime  ,  losses  through  the  optics  and 
diagnostic  equipment  of  the  experiment  reduced  the  output  power  from  the  dye  laser 
from  4  milliwatts  at  the  output  coupler  to  7  microwatts  at  the  entrance  to  the  sample 
cell  window.  This  initial  power  level  did  not  stimulate  sufficient  Ytterbrium  atoms  to 
the  superposition  state  to  allow  sufficient  fluorescence  to  discern  collisional  data  from 
background  noise.  Since  losses  from  the  experimental  setup  could  only  be  marginally 
reduced  through  narrow  band  anti-reflective  coating  of  the  optics,  the  output  power 
of  the  laser  must  be  increased  by  at  least  a  factor  of  10  in  order  to  gain  sufficient 
fluorescence  to  produce  meaningful  experimental  results. 

There  are  a  variety  of  laser  systems  available  to  produce  ultra-short  laser  pulses. 
The  majority  of  these  mode-locking  techniques  use  a  variety  of  mechanisms  to  shape 
and  control  the  pulse.  Common  techniques  used  for  laser  short  pulse  generation  are 
shown  in  table  1.1  on  page  16.  Another  external  method  not  listed  in  this  table  to 
shorten  the  pulsewidth  is  to  build  an  external  pulse  compression  apparatus  and  place 
the  pulse  laser  output  through  the  device.  This  thesis  covers  theoretical  and  initial 
work  in  this  area  as  a  possible  option  for  use  in  the  experiment. 

Of  the  mode-locking  techniques  listed  in  table  1.1,  only  three  techniques,  syn¬ 
chronous  pumping,  hybrid  synchronous  pumping  and  and  colliding  pulse  modelock¬ 
ing  (CPM),  produce  pulsewidths  in  the  time  regime  that  is  required.  Synchronous 
pumped  and  hybrid  synchronous  pumped  lasers  differ  only  in  the  fact  that  the  syn- 
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chronous  pumped  laser  combine  the  dye  and  saturable  absorber  dyes  in  a  single  jet 
while  the  hybrid  system  uses  a  separate  saturable  absorber  jet  to  acheive  an  order  of 
magnitude  smaller  pulsewidth.  The  hybrid  synchronous  pumped  laser  is  the  only  sub¬ 
picosecond  regime  laser  that  gives  us  the  tunability  through  the  desired  174Ytterbrium 
wavelength. 

Although  the  CPM  or  ring  cavity  laser  system  produces  the  shortest  pulsewidth 
on  record,  it  suffers  from  low  power  and  minimal  tunability. 

Based  on  these  criteria  for  the  phase-interrupting  collision  experiment,  the  hybrid 
synchronously  pumped  dye  laser  was  selected  as  having  the  optimal  characteristics 
to  meet  these  standards  for  the  experiment. 


1.4  Thesis  Organization 

This  thesis  is  organized  into  eight  chapters.  The  first  five  chapters  present  general 
background,  theoretical  framework,  equipment  and  the  setup  and  operation  of  the 
equipment  and  experiment.  The  next  two  chapters  cover  the  experimental  results 
at  the  576  nanometer  and  556  nanometer  wavelengths.  The  final  chapter  covers  the 
analysis  of  the  data,  conclusions  and  recommendations. 

Chapter  1  covers  a  general  outline  of  the  linear  technique  used  in  studying  the 
superposition  states,  the  selection  and  description  of  the  Ytterbrium  atom,  an  outline 
of  laser  system  requirements  to  be  used  and  the  overall  context  of  the  experiment. 

Chapter  2  covers  the  theory  of  the  atomic  two  level  systems,  collisional  theory, 
and  phase-interrupting  collisions  and  sets  the  theoretical  requirements  for  the  laser 
system. 

Chapter  3  covers  the  theory  of  hybrid  synchronously  pumped  dye  lasers  along 
with  sections  on  saturable  absorber  theory  and  pulse  compression  techniques. 

Chapter  4  covers  the  equipment  and  chemical  dyes  used  ,  physical  setup  of  the 
experiment  and  description  of  the  preliminary  actions  and  procedures  used  prior  to 
the  data  taking  process  during  the  experiment. 

Chapter  5  covers  the  actual  conduct  of  the  experiment  with  the  procedures  used 
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for  data  acquisition  and  initial  trial  results  for  the  hybrid  synchronously  pumped  laser 
operating  at  its  peak  efficiency. 

Chapter  6  covers  the  data  taken  during  the  experiment  at  the  576  nanometer 
wavelength  and  initial  analysis  of  the  results. 

Chapter  7  covers  the  data  taken  at  the  required  556  nanometer  wavelength  with 
the  initial  analyis  and  discussion. 

Chapter  8  covers  the  final  analysis  of  the  experimental  data,  the  conclusions  and 
recommendations  for  areas  of  future  experimentation. 
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Chapter  2 


Phase  Interrupting  Collisions 


This  chapter  covers  the  theory  of  the  two  level  atom  that  Ytterbrium174  displays  from 
the  basic  theory  though  the  phase  interrupting  collisional  processes  to  demonstrate 
the  requirements  for  the  pulsed  laser  output.  The  theory  for  the  phase-interrupting 
collision  experiment  was  developed  by  Kyungwon  An  and  is  covered  in  brief  in  this 
chapter.  The  extended  mathematical  derivations  for  formulas  will  not  be  explicitly 
shown  in  every  detail;  pertinent  steps  of  the  derivations  will  be  shown  along  with  the 
supporting  references  and  documentation  for  further  information. 


2.1  Two  Level  Systems 

The  174 Ytterbrium  atom  used  in  the  experiment  is  a  simple  two  level  atom  with  an 
allowed  15o  to  3  Pi  transition.  As  stated  before,  the  linear  technique  used  for  the 
phase-interrupting  collision  experiment  uses  two  laser  pulses  to  excite  and  probe  the 
radiator-perturber  system.  The  first  pulse  of  the  incident  laser  radiation  excites  the 
Ytterbrium  atom  to  the  upper  level,  creating  a  two  level  system  with  a  separation  of 
hu>  as  shown  in  figure  2-1  on  page  20. 

If  left  unperturbed,  this  two  level  174Ytterbrium  system  will  decay  with  a  lifetime, 
t«pon>  equal  to  875  nanoseconds.  We  can  write  the  equation  of  motion  for  the  system 
as 
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Figure  2-1:  Two  Level  Unperturbed  System 

=  (2.1) 

where  Htot  is  the  total  Hamiltonian  for  the  system  given  by 

HM  =  H0  +  U  (2.2) 

where  Ho  is  the  original  Hamiltonian  of  the  system  and  U  is  the  electric  dipole 
matrix  interaction.  If  we  assume  operation  near  resonance  of  the  system,  we  can  use 
the  rotating  wave  approximation  and  neglect  the  high  frequency  oscillations  of  the 
system.  We  can  then  write  the  matrix  element,  Uab,  of  the  off-diagonal  2x2  matrix 
U  as 


Uab  =  -Mi  •  (2.3) 

When  Uab  =  and  Uaa  =  f/j*  =  0,  the  electric  dipole  matrix  term,  pa b,  corresponds 
to  the  transition  rate,  pab,  between  the  excited  state,  Level  A,  and  the  ground  state, 
Level  B,  as  depicted  in  figure  2-1  shown  on  page  20  [Feldl977]. 

The  key  transition  rates  in  this  study  of  phase-interrupting  collisional  processes 
are  and  p^  which  correspond  to  the  upper  level  of  the  system  because  we  are 
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looking  for  the  effects  of  collisions  on  the  coherence  of  the  superposition  states  of  the 
Ytterbrium  atom.  These  transition  rates  are  defined  by  the  following  equations 

pab  =  -iuopab  -  x(t)e~,ntPD  -  y/>oi  (2.4) 

and 

Paa  =  -laPaa  +  “X(0C"*IV«  +  (2.5) 

where  x(*)  is  the  Rabi  frequency  of  the  system,  7„  =  ^  corresponding  to  the 
spontaneous  lifetime  of  the  two-level  system  and  pi j  corresponds  to  the  population 
inversion  of  the  system  sample.  Their  forms  are  given  by  the  following  equations 

x(t)  =  (2.6) 

and 

PD-Paa-Pbb  (2.7) 

2.2  Two  Level  Systems  in  Collisions 

If  the  original  excited  state  system  collides  with  a  perturber  atom  while  in  the  excited 
state,  the  original  atom  will  receive  an  incremental  increase  in  energy  equal  to  h6u(t) 
as  shown  in  figure  2-2  on  page  22. 

Now  the  total  Hamiltonian  is  written  with  the  non-zero  term,  V,  for  the  increase 
in  potential  energy  due  to  collision. 

Htot  =H0  +  U  +  V  (2.8) 

where  V  is  the  perturbation  due  to  collision.  If  we  assume  that  the  collision 
induces  an  energy  shift  in  the  system  and  not  inducing  a  transition,  we  can  write  V 
as  a  diagonalized  2x2  matrix  showing  the  energy  shift  due  to  collision  where  the 
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Time 

Figure  2-2:  Two  Level  System  Undergoing  Collision 
cross  terms,  Vaa  and  Vfo  are  given  by 


h6u(t)  =  Vaa(t)-Vbb(t)  (2.9) 

Equation  2.4  can  be  rewritten  as 

Pab  =  -*[^0  +  MOW  ~  |x(0 e~'0tpD  ~  (2.10) 

showing  the  incremental  energy  shift  of  equation  2.9  due  to  collisions.  All  other 
terms  remain  defined  the  same  as  they  were  in  section  2.1  above. 

To  show  the  effects  of  this  incremental  increase,  the  p's  can  be  expanded  in  terms 
of  a  perturbation  expansion  where  the  non-zero  terms  are 

Poo,  =  +  •  •  •  (2-11) 

and  likewise  for  p^, 

Pafc  =  pil)  +  ^)  +  ^)  +  ...  (2.12) 

We  define 
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(2.13) 


/&'(«)  =  ^)e-W)wle-¥  (2.14) 

which  gives 

=  -  jx(l)''i"‘'i<*+""'^¥/'2)  +  C.C.  (2.15) 

where  <f>{t)  is  the  integrated  phase  shift  of  the  Su’s  of  the  excited  state  population. 
Using  the  definition  for  p$  and  defining  A  =  fl  —  Uq  as  the  detuning,  this  becomes 

$  =  -  (2-16) 

Integrating  this  equation  yields 

/£>  =  -ipg>  f  dfX(t')e-‘ (2.17) 
Z  J—o o 

In  a  similar  manner,  p£J  becomes 


fSKt)  =  (2.18) 

Continuing  the  perturbation  for  p£J,  we  get 

Paa  =  +  C.C.  (2.19) 

Using  the  complex  conjugate  of  equation  2.17  for  and  integrating  equation 
2.19,  we  get 

p{£  =  (^^)x(t)e-‘lA‘-**]e^i  f  dt'x^t'yW-WVe2^  (2.20) 

4  J-oo 
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whereA  =  fi  —  u>0  is  the  detuning.  Equation  2.20  yields 


p£(t)  =  (-T^)e"7o‘[  f*  dt'x^e-'^'-^e^r  f  dt"X*(t")e'^t"-+We2a£ +C.C. 

4  J  —  OO  J—OQ 


(2.21) 


where 


<t>(t)=  f  dt'Sutf)  (2.22) 

J  —  OO 

If  we  consider  the  time-averaged  ensemble  of  equation  2.21  over  a  period  of  time, 
T,  which  is  much  longer  than  other  relative  time  scales,  we  can  define  the  ensemble 
by  the  following  equation. 


(p?Mt  =  Y  /_!  -a/fiftO 


(2.23) 


Defining  that  portion  of  equation  2.21  inside  the  integrand  as  simply  a  function 
of  time,  F(t),  and  integrating  by  parts,  we  get 


(oSW>T  =  |[^F(()]  l!f  +A; /_*  (2.24) 

If  we  assume  that  F(y)  =  0  =  F( -y)  which  implies  that  there  is  no  significant 
steady  state  population  in  the  excited  state,  the  first  term  in  equation  2.24  is  negligible 
and  can  ignored,  yielding 


=  ~  f  *  •-’•‘no  (2.25) 

Taking  the  derivative  of  F(t)  as  defined  above,  re-arranging  terms  and  using  the 
change  of  variables  t"  —  t'  =  r  and  then  doing  some  further  algebraic  manipulation 
of  equation  2.25  yields 


24 


/q\  y 

</>2?>r  =  dre-^e^j^  *,x(<.)x'(‘.  +  r)e~' 

(2.26) 

The  above  derivation  covers  the  process  of  two  atoms  colliding  in  the  sample  cell. 
Now  we  can  consider  the  statistical  aspects  of  M  perturber  atoms  colliding  in  the 
sample  cell,  rewriting  this  equation  over  the  n  such  collisions  as 


<^>)«~  =  S>£>) 

yV  n=l 


(2.27) 


In  evaluating  equation  2.26,  only  the  last  exponential  integral  deals  with  the  sin¬ 
gle  atom  and  time  periods  T,  t\,  and  r.  Working  solely  within  the  exponential 
e«Jtl  *  )1  an(j  defining  everything  to  the  left  of  this  exponential  as  the  function, 

Q ,  equations  2.26  and  2.27  can  be  combined  to  form 


1  _  /■nT+ti+r 

(p2?}t<m.  =  exP[*  /  dt'6uj(t')\ 

yv  „  JnT+ti 


(2.28) 


By  using  the  Ergodic  theorem  where  the  time  average  is  equal  to  the  ensemble 
average,  we  can  reduce  this  equation  to 


/  1  fti+r 

{Pad)ttme  =  G  {exp[  1  I  dt' £u/(01)  ensemble  (2.29) 

Jti 

In  addition  to  the  Ytterbrium  atoms  in  the  sample  cell,  there  are  also  perturber 
atoms  which  can  collide  with  the  Ytterbrium  atoms  in  their  excited  state.  The  many 
perturber  atom  interactions  causing  phase  changes,  6uj(t)  =  SljW,  can  be  written 
into  this  equation  as 

UV)  lime  —  G(riezp[i  fl+r  dt' 6 Jk\t')})  ensemble  (2.30) 

*=i  Jtl 

to  take  into  account  the  energy  changes  due  to  collisions  with  the  k  —  th  per¬ 
turber  atom.  At  the  operating  pressures  in  the  sample  cell,  the  perturber  atoms 
density,  r]p ,  rjpbl  <  1.  This  implies  that  there  are  no  overlaps  in  collisions  with  the 
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6uj(k\t'y s;  interactions  with  the  perturber  atoms  are  independent  and  we  have  only 
binary  collisions  with  the  perturber  atoms  before  the  Ytterbrium  atom  decays  from 
the  superposition  state.  This  leads  us  to  write  equation  2.30  as 


(p^)time  =  Q[(eXV[i  [h+T  (2.31) 

Jt  i 

If  we  assume  the  ensemble  average  on  th*  right  hand  side  of  equation  2.31  is 
independent  of  k  and  as  shown  in  the  previous  paragraph,  we  can  rewrite  this 
equation  as 

T 

{p{aJ)time  =  Q [”  JJT  dtxexp{i  jf  dt‘ W1)(t'))]i'r'  (2.32) 

which  leads  to 

=  0(1-1  £  *,{  1  -  exp[i  j‘yT  (2.33) 

and  finally,  rewritten  in  terms  of  many  collisions  during  time,  T, 

=  0(1  -  -T  L  J"  -  ‘Mi /‘‘+T  ^V)]}]"'  (2.34) 

where  the  integral,  ftc,  is  the  integral  ovu  dti  for  a  single  collision.  The  summation 
can  be  converted  into  an  integral  since 

^collisions  «  T^2nbdb  (2.35) 

This  gives  us  the  opportunity  to  substitute  for  the  ^  term  in  equation  2.34  as 
follows 


{PaJ)time  =  Q[ 1  “  77  /  2ttW6  /  ~  elP[»  /  df'6w(l)(t')]}]^  (2.36) 

V  Jo  Jie  Jti 

If  we  define  the  term  g(r)  as 
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dt'SJ^t')}} 


(2.37) 


g(r)  =  vr  f  2tt bdb  f  dt\{  1  —  ex p[i  f 
JO  J sc  J  tj 

Equation  2.36  can  be  reduced  to 


h+T 


=  6[1  -  ij(r)]"-  (2.38) 

Since  ^<1,  this  equation  further  reduces  to 

(/©)«-  =  (2.39) 

which  finally  reduces  to 

(piVh^e  =  (2.40) 

If  we  substitute  the  expression  Q  back  into  the  equation,  this  leaves  us  with 

(*!2)t  =  /_“  ire-^e-^/(T)e-«<T)  (2.41) 

where 

7(r)  =  f  dt'x*(t'  +  r)x(t')  (2.42) 

J  —  OO 

where  g(r)  is  averaged  over  the  relative  velocity  of  the  radiating  atom  and  per- 
turber  atom  and 

If  we  evaluate  the  g(r)  in  the  impact  collision  limit  where  r  7^/,  equation  2.37 
becomes 


5(T)  -»  giM(r)  =  vr  J  2*bdb[l  -  exp(i[J  dtS(j{1\t  -  t^i,  b,  vr)r])  (2.43) 

where  the  final  integral  term  gives  us  the  information  on  the  net  phase  change  of 
the  collisions.  We  can  solve  this  equation  directly,  yielding 
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(2.44) 


9lM  = 


(7  |  r  [  -iSr) 
Vp 


If  we  evaluate  the  g(r)  in  the  quasi-static  limit  where  r  <C  equation  2.37 
becomes 


gQS(r)  =  vr  f  2nbdb  f  dt[\  —  exp(i6uM\t  -  tcoii,  b,  vt)t)}  (2.45) 

Jo  J —00 

where  the  final  integral  term  gives  us  the  information  on  how  the  phase  changes 
during  the  collision;  or  in  other  words,  how  the  coherence  is  affected  by  the  collision. 


2.3  Fluorescence  Signal 

The  fluorescence  signal  per  unit  volume  is  proportional  to  the  paa  or  the  density  of 
atoms  in  the  excited  state.  In  the  phase-interrupting  collision  experiment  described 
in  chapter  1,  we  are  working  with  two  pulses  in  the  sample  cell.  The  first  pulse  excites 
the  Ytterbrium  atom  to  the  3  Pi  state,  which  then  evolves  in  time.  We  are  looking  for 
the  interference  of  the  macroscopic  polarization  of  the  Ytterbrium  sample  caused  by 
the  second  pulse  arriving  in  the  sample  cell  after  a  time,  r^eiay,  after  the  first  pulse  as 
the  signal  output.  The  fluorescence  rate  equation  can  be  written  as 

W fluor^May)  =  [7o»7(Pm  ^Doppler  (2-46) 

where  Wfi^or  is  the  function  of  the  delay  time  between  the  successive  pulses.  We 
also  write  the  A  adjusted  for  the  Doppler  shift  as 

A  =  fi  —  u0  +  k  -v  (2-47) 

iWe  are  looking  for  the  fluorescence  signal  of  the  interference  of  two  laser  pulses, 
so  x(*)  of  equation  2.6  can  be  re-written  as  a  function  of  two  pulses  in  terms  of  the 
normalized  envelop  £(t)  as 
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(2.48) 


x(o  =  (^)im + £{t  -  T^„y0r“'»i 

Substituting  in  for  the  various  quantities  from  sections  2.1  and  2.2  into  equation 
2.46,  the  fluorescence  rate  equation  becomes 


W/Juor^deJay)  —  [( 
where  t(r)  is 

or  alternatively 


/“  dre^e^i^e-^o^  (2.49) 


-4-5  /"  dfx(f)x‘(f  +  t) 

(2.50) 

TpX o 

MO 

X 

V 

~  i 

CM 

II 

•  e» 

(2.51) 

and  Xo  =  Pfl^g°  as  we  did  above  in  section  2.1.  We  can  introduce  the  term  F(T<fc/av) 


as 


f  (t*,.,)  =  — ( /"  (2.52) 

Tpui«e 

then  the  fluorescence  rate  equation  becomes 

^Vfluor(Tdelav)  =  [(  -£~rj(  ^7-^) 2Tpul,eF(T(ielay)}Doppler  (2.53) 

where  /(t)  now  becomes  a  function  of  the  two  pulse  from  equation  2.48 


/( T)  =|  ^  |!  f  dtW)  +  <f-  r*,.,)e-“— ] Ml-  +  r)  +  «*  +  T  -  r^,)e-"-v] 

(2.54) 

due  to  the  presence  of  the  two  pulses  as  in  the  case  of  x(t)  in  equation  2.48  above. 
If  we  try  e(t)  =  e~  >  (tt)  «,  J(T)  becomes  (after  some  algebra) 
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7(t)  =|  —  b^0  |2  rp[ 2e  -f  e«n’-d.i»ve  (  )*  +  e-*n^<«Ve  )Jj  (2.55) 

n 


In  order  to  study  the  phase-interrupting  collisions  in  the  quasi-static  limit  we  must 
have  <  Tcoii.  Likewise,  to  continue  the  study  in  the  impact  collision  limit,  we 
must  further  have  the  r^iay  2> 

If  we  assume  that  ku  <C  — - — ,  we  find  that  equation  2.52  becomes 

Tp\tl$0 


F{rde.iay)  =  — - —  [  dTl,(r)e  r'*aeisr  +  cos(u>  -  £)r,k/ove^,T2*‘«>'e  ‘TT‘'*‘*v  (2.56) 

Tpul*e 

for  Tfeiay  2>  Tcoii.  In  the  experiment,  we  find  that  for  u  =  \[2k^- ,  Jku  ~  1  Ghz 
and  for  Tp^,,.  on  the  order  of  a  picosecond,  ~  103  Ghz;  then  the  assumption, 
— - — ,  is  a  valid  one. 

If  we  define  the  term  C  as 

C  =  -J—  r  (2.57) 

Tpulje  7-oo 

where  <795  is  defined  in  Section  2.2,  equation  2.56  can  be  written  as 

F{TdtiaV)  =  C  +  cos(u;  -  6)TM9y[e~^^r^*] [e-rr**,a«']  (2.58) 

The  <7qs(t)  gives  us  the  information  on  the  processes  that  go  on  during  the  col¬ 
lision,  which  is  the  intended  purpose  of  the  phase-interrupting  collision  experiment. 
This  requires  that  we  have  a  laser  pulsewidth  much  less  than  the  duration  of  the 
collisions,  r,^/,  time  between  successive  pulses,  r^y  and  all  of  these  times  must  be 
much  less  than  irp<m  of  the  Ytterbrium  atom  to  allow  study  of  the  processes  before 
the  Ytterbrium  atoms  radiatively  return  to  their  normal  state. 
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2.4  Laser  System  Requirements 


These  equations  in  section  2.3  give  us  the  total  fluorescence  that  the  Ytterbrium  atoms 
can  yield  during  collisional  processes.  The  signal  that  can  be  detected  by  experimental 
apparatus  remains  significantly  lower.  For  example,  only  a  portion  of  the  Ytterbrium 
atoms  will  absorb  the  incident  laser  pulses  and  be  excited  to  the  superposition  state. 
Likewise,  we  will  only  detect  that  portion  of  the  radiated  fluorescence  that  strikes 
the  face  of  the  detection  apparatus.  The  signal  that  could  be  detected  by  the  photo¬ 
multiplier  tube  of  the  experiment  in  these  limits  is  given  by 

Pfiuor  =  (Pin)(aL){'^-)RF(rdelav)  (2.59) 

'T'rpcm 

where  Pin  is  the  input  power  of  the  laser  at  the  sample  cell,  aL  is  the  absorption 
coefficient  of  the  Ytterbrium  sample  of  the  laser  pulse  as  it  transverses  the  sample 
cell  of  length  L,  R  is  the  geometry  factor  dealing  with  the  PMT  detection  device  only 
receiving  a  portion  of  the  total  fluorescence  signal  transmitted  through  the  proper 
solid  angle  to  strike  the  detector  face,  and  F(r*jav)  is  the  actual  interference  pat¬ 
tern  formed  from  the  autocorrelation  of  the  laser  pulses  with  the  radiator-perturber 
interaction.  The  Ffrjgiay)  was  derived  in  the  previous  section  and  is  given  by 


F(T<fc/av)  =  c  +  [cos(u>  -  S^May^e  (V>*tiu»][e-‘»T*u»]  (2.60) 

Inside  F'(Tjeiav),  the  C  is  given  by  equation  2.61  and  is  that  portion  of  the  fluores¬ 
cence  signal  due  to  quasi-static  limit. 

C  =  — f°°  <fr/,(r)e-^^T> 

Ite  J-oo 

and  gqs  is  given  by 

gQs  =  {vr  r  2t rbdb  /“  df(l  -  e^Kt-W.,^)-])^  (2.62) 

Jo  J -oo 

The  cosine  and  exponential  terms  inside  the  the  brackets  of  F(r^iav)  represent  the 
contributions  to  the  fluorescence  signal  by  the  impact  collision  limit.  Equation  2.59 


(2.61) 
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demonstrates  the  outline  of  the  requirements  for  the  laser  system.  As  we  decrease 
the  pulsewidth,  Tpu/Je  ,  to  achieve  the  required  to  approach  the  quasi¬ 

static  and  impact  collision  limits  to  gain  information  on  the  dynamic  aspects  of  the 
collisions,  we  must  increase  the  input  power,  Pin  in  direct  proportion  to  maintain  the 
same  relative  fluorescence  signal.  As  r pujfe  becomes  much  smaller  than  the  other  time 
scales,  the  accuracy  of  the  approximations  becomes  greater  and  more  details  of  the 
collisions  cam  be  discerned.  From  the  previous  data  taken  with  a  picosecond  regime 
laser  that  was  shown  in  figure  1-2  on  12,  we  see  the  need  to  further  decrease  the 
pulsewidth  to  get  more  detailed  information  on  the  collision  processes. 

Likewise,  given  the  initial  power  at  the  saunple  cell  on  the  order  of  a  few  mi¬ 
crowatts,  we  also  see  the  need  to  increase  the  laser  power  while  maintauning  the 
shortened  pulse  width  and  shape.  As  the  signal  to  noise  ratio  is  high  for  this  ex¬ 
periment,  we  must  further  increase  the  size  of  the  signal  to  discern  details  from  the 
background  noise.  This  requires  a  laser  system  that  can  produce  a  sub-picosecond 
pulse  with  a  resulting  output  power  at  the  sample  cell  at  least  severed  times  greater 
than  the  previous  seven  microwatts. 
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<•» 

Chapter  3 

Sub-Picosecond  Lasers 


This  chapter  covers  the  theory  of  sub-picosecond  laser  systems  of  the  hybrid  syn¬ 
chronously  pumped  dye  laser  type.  The  discussion  of  saturable  absorbers  and  pulse 
compression  along  with  hybrid  laser  theory  sets  the  theoretical  framework  of  the  ex¬ 
periment.  Again,  the  extended  mathematical  derivations  for  formulas  will  not  be 
explicitly  shown  in  every  detail;  the  pertinent  details  will  be  shown  along  with  the 
supporting  references  for  further  information.  The  mathematical  formulation  of  the 
theory  for  the  hybrid  synchronous  pumped  dye  laser  was  developed  from  a  series  of 
published  articles  by  Z.A.  Yasa  [Yasal983],  J.M.  Catherall  [Catherall  et  all982]  and 
J.  Herrmann  [Herrmann 1982]. 

3.1  Saturable  Absorber 

The  use  of  the  saturable  absorber  medium  is  a  common  occurence  in  dye  laser  ap¬ 
plications  and  its  theory  is  relatively  straight  forward  and  developed  extensively  in 
published  material.  The  processes  are  similar  to  the  mechanisms  involved  in  stan¬ 
dard  dye  laser  operation.  The  basic  model  was  developed  by  L.M.  Frantz  in  the  early 
1960’s  [Frantzl963]  and  further  refined  for  the  ultra-short  pulse  regime  by  G.H.C. 
New  [Newl972j[Newl974]  for  the  two  level  saturable  absorber  system  and  by  N.J. 
Frigo  [Frigol983]  for  the  four  level  saturable  system.  The  development  of  the  sat¬ 
urable  absorber  theory  will  not  be  delved  into  as  part  of  this  thesis,  but  will  be 
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discussed  in  general  terms  to  gain  a  basic  understanding  of  the  resulting  effects.  The 
reader  is  invited  to  peruse  these  listed  articles  for  further  discussion  and  mathematical 
development  of  the  saturable  absorber  theory  if  desired. 

Saturable  absorbers  work  as  a  mechanism  to  clean  up  the  pulse  shape  by  absorbing 
unwanted  portions  of  the  pulse  as  the  it  transverses  the  laser  cavity.  When  set  at  the 
proper  saturable  absorber  concentration  and  dye  jet  location,  the  saturable  absorber 
absorbs  the  leading  edge  of  the  pulse  envelope  up  to  the  point  where  the  saturable 
absorber  medium  becomes  saturated.  The  dye  medium  then  becomes  transparent 
to  the  pulse  and  passes  the  remaining  pulse  energy  in  the  pulse  envelope  through 
the  dye  jet  to  propagate.  The  remaining  energy  in  the  envelope  redistridutes  itself 
within  the  remaining  pulse  envelope  and  causes  the  peak  amplitude  to  rise  as  the 
pulse  transits  the  dye  jet.  This  effect  creates  an  increase  of  several  times  the  original 
input  pulse  amplitude  and  causes  an  effective  decrease  of  the  Full  Width  Half  Maxi¬ 
mum  (FWHM)  point,  thereby  decreasing  the  pulse  width.  The  shaping  of  the  pulse 
continues  as  the  dye  pulse  continues  to  pass  through  the  laser  cavity  until  the  pulse 
is  finally  transmitted  through  the  output  coupler  out  of  the  laser  cavity.  In  some 
cases  where  cavity  length  is  not  perfectly  matched  to  the  laser  wavelength  or  there 
are  imperfections  in  the  laser’s  mirrors,  a  dye  pulse  may  form  that  does  not  approach 
the  theoretical  secant-shaped  pulse.  These  pulses  may  be  skewed  or  have  ancillary 
’’wings”  of  satellite  pulses  as  shown  in  figure  3-1  on  page  35.  The  formation  of  satel¬ 
lite  pulses  is  discussed  later  in  this  chapter  in  section  3.2.3.  The  saturable  absorber 
works  to  externally  shape  the  dye  laser  pulse  within  the  laser  cavity  to  approach  the 
theoretical  hyperbolic  secant 2  pulse  shape. 

The  saturable  absorber  is  selected  based  on  its  absorption  cross-section  at  the 
laser  output  wavelength  and  the  dephasing  or  relaxation  time,  T2  of  the  absorber. 
We  want  to  maximize  the  absorption  cross-section  so  that  we  can  use  the  lowest  con¬ 
centration  of  saturable  dye.  This  is  important  because  although  saturable  absorbers 
effectively  shape  the  pulse,  they  also  reduce  the  output  power  of  the  laser  by  as  much 
as  75  percent,  depending  on  the  saturable  absorber  absorption  cross-section  and  dye 
concentration.  If  we  assume  a  two  level  saturable  absorber  molecule,  the  saturation 
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Pulsewidth  (12.2  Picoseconds  Full  Scale) 

Figure  3-1:  Initial  Dye  Pulse  with  Ancillary  Wings 

intensity  or  I,at  for  the  saturable  absorber  is  given  by 

I,at  =  2<tX(0)T2  (3'2^ 

where  is  the  absorption  cross-section  of  the  saturable  absorber  at  the  dye 
laser  wavelength.  The  /(at  must  be  set  at  a  some  fractional  point  of  the  peak  pulse 
amplitude  to  maximize  effective  pulse  shaping  and  the  transmitted  pulse  power.  We 
also  want  a  saturable  absorber  with  a  relatively  fast  relaxation  time  or  as  to 
enable  a  fast  recovery  time  for  the  next  pulse.  If  the  saturable  absorber  does  not 
relax  quickly  enough  in  the  saturable  absorber  dye  stream,  it  remains  transparent  to 
the  next  laser  dye  pulse  and  the  laser  dye  pulse  passes  through  unmodified  by  the 
saturable  absorber.  We  can  obtain  the  the  spontaneous  lifetimes  and  absorption  cross- 
sections  from  the  absorption  charts  from  the  manufacturers  of  the  dyes  for  specific 
wavelengths  and  saturable  absorber  dye  concentrations.  The  starting  point  for  the 
saturable  absorber  concentrations  in  the  dye  stream  was  set  at  the  point  where 

n<7o b,l  ~  1  (3.2) 
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Figure  3-2:  Saturable  Absorber  Modification  of  Pulse  Shape  and  Width 

where  l  is  the  thickness  of  the  dye  stream  for  the  saturable  absorber.  We  used  this 
starting  poi  at  to  vary  the  saturable  absorber  concentrations  about  in  order  to  more 
effectively  control  the  pulse  shape  and  width  to  achieve  optimum  results. 

In  figure  3-2,  the  original  pulse  of  figure  3-1  has  been  modified  through  the  ab¬ 
sorption  of  a  portion  of  the  laser  dye  pulse  by  the  saturable  absorber  dye  jet.  This 
resulting  pulse  has  a  higher  amplitude  and  narrower  pulsewidth  and  the  final  pulse 
shape  approaches  the  theoretical  hyperbolic  secant 3  shape. 

In  many  traditional  laser  systems,  the  saturable  absorber  is  combined  with  the 
lasing  dye  in  the  lasing  dye  jet.  The  hybrid  synchronously  pumped  dye  laser  uses 
separate  dye  and  saturable  absorber  jets  to  achieve  optimum  mode-locking  and  pulse 
shaping  characteristics.  This  technique  enables  external  modification  of  the  fully 
developed  dye  pulse  within  the  laser  cavity  and  eliminated  any  secondary  pulses  that 
are  formed  aftAr  the  passage  of  the  initial  dye  pulse  through  the  laser  cavity. 


3.2  Hybrid  Synchronously  Pumped  Lasers 
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ADVANTAGES^ 

r~ 

Relatively  easy  to  un 

I 

Wavelength  tunable  over  wide 
range 

Produces  oulsewidth  in  the  halt 
picosecond  regime 

Can  be  cavity  dumped 

;  Can  be  developed  with  existing 
laser  components 


i  DISADVANTAGES  : 

1  Requires  separate  dye  and  j 

saturable  absorber  jets 
;  ! 

Sensitive  to  saturable 
I  absorber  concentration  and  j 

location 

I  i 

No  group  velocity 
dispersion  compensation  | 


Table  3.1:  Hybrid  Synchronously  Pumped  Dye  Laser 

There  are  a  variety  of  mode-locking  techniques  available  to  achieve  picosecond  regime 
pulses  within  a  laser  cavity.  The  hybrid  synchronously  pumped  laser  consists  of 
separate  laser  dye  and  saturable  absorber  jets  within  the  dye  laser  cavity.  This 
laser  system  offers  the  shortest  pulse  length  (near  sub-picosecond  regime)  available 
without  resorting  to  the  multi-prism  system  in  the  ring  cavity.  The  advantages  and 
disadvantages  of  this  system  are  shown  in  table  3.1  on  page  37.  Although  this  system 
does  require  a  greater  number  of  components  and  changes  in  saturable  absorber  dye 
concentrations  for  differing  wavelengths,  it  does  offer  the  potential  to  achieve  the 
characteristics  that  are  outlined  in  section  2.4  for  the  laser  system  requirements.  It 
does  not  offer  the  shortest  pulses,  but  can  be  tuned  to  our  required  wavelength. 
Although  ring  cavity  or  CPM  passive  mode-locked  laser  has  produced  the  shortest 
pulse  on  record  [Couillaudl985],  it  suffers  from  low  power  output  and  little  or  no 
frequency  tunability;  thus  making  the  ring  cavity  system  unsuitable  for  the  phase- 
interrupting  collision  experiment. 

For  these  reasons,  the  hybrid  synchronously  pumped  laser  was  selected  for  use  in 
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the  experiment. 


3.2.1  Laser  Gain  Equation 

The  standard  gain  equations  for  typical  dye  laser  operation  fully  apply  to  the  hybrid 
synchronously  pumped  laser  with  several  modifications.  We  can  write  the  standard 
gain  equation  for  dye  laser  operation  as  [Yasal975] 

dC 

—  +  <tG[/(t)(G  -  1)  -  ;p(r)]  =  0  (3.3) 

where  G  is  the  gain,  r  is  the  local  time  for  the  development  of  the  dye  pulse, 
7(r)  is  the  intensity  of  the  dye  pulse  and  Ip  is  the  intensity  of  the  pump  laser  pulse. 
Likewise,  we  can  write  the  dye  pulse  intensity  as  simply 

7(r)  =  IpG(r)  (3.4) 

The  modifications  to  this  gain  and  intensity  equations  come  from  the  physical 
arrangement  of  the  laser  components  in  the  hybrid  synchronous  pumped  dye  laser 
cavity.  First,  the  separate  saturable  absorber  jet  induces  additional  cavity  losses 
within  the  laser  cavity  as  part  of  the  (1  —  72)  regime.  The  separation  of  the  dye  and 
absorber  jets  allows  for  full  development  of  the  pulse  shape  within  the  dye  jet  and 
laser  cavity  without  any  interference  from  the  saturable  absorber. 

Second,  the  saturable  absorber  jet  externally  induces  pulse  amplitude,  shape  and 
width  changes  to  the  pulse  as  it  transverses  the  dye  cavity  prior  to  emission.  This 
external  pulse-shaping  allows  for  better  control  of  the  pulsewidth  and  shape. 

The  standard  dye  laser  uses  a  three  mirror  folded  dye  cavity  and  is  pumped  by  an 
external  pump  laser.  In  the  experimental  setup,  the  pump  laser  emits  a  continuous 
output  of  mode  locked  pulses  at  a  76  Mhz  repetition  rate.  A  dye  laser  pulse  is  created 
when  the  cavity  lengths  of  the  pump  laser  and  dye  laser  are  set  almost  equal  to  each 
other.  In  general  for  the  hybrid  synchronously  pumped  laser,  this  cavity  mismatch, 
A,  must  be  less  than  10/im,  in  order  for  the  laser  to  achieve  optimum  mode-locking 
and  pulse  shaping  [Couillaudl985].  Experimental  evidence  shows  that  pulses  on  the 


38 


order  of  one  picosecond  can  be  achieved  with  a  cavity  mismatch  of  less  than  2 fim  and 
the  stability  of  the  pulsewidth  depends  directly  on  maintaining  the  cavity  mismatch 
[Ryan  et  all978].  As  the  cavity  mismatch  becomes  much  iess  than  the  pulsewidth,  a 
stable  dye  laser  pulse  occurs  with  a  pulse  width  less  than  the  incoming  pump  laser 
pulsewidth.  This  implies  that  by  shortening  the  pulsewidth  of  the  pump  laser  pulse, 
we  can  also  decrease  the  pulsewidth  of  the  resulting  dye  laser  pulse.  The  stability  of 
the  pump  laser  pulse  plays  a  key  role  in  maintaining  the  stability  of  the  dye  pulsewidth 
and  pulse  shape  [Yasal983]. 

For  a  sufficiently  short  laser  pump  pulse  and  long  enough  dye  laser  cavities,  we 
can  neglect  the  fluorescence  of  the  pump  pulse  interfering  with  the  dye  pulse  as  the 
excited  dye  molecules  will  decay  to  the  ground  state  prior  to  the  return  of  the  dye 
pulse  to  the  dye  jet  from  the  output  mirror.  We  must  assume  that  the  hybrid  laser 
is  aligned  such  that  the  pump  and  dye  pulses  are  co-linear  through  the  dye  jet.  The 
full  development  of  the  gain  and  intensity  equations  taking  the  above  characteristics 
into  consideration  is  covered  in  Appendix  A.  The  resulting  laser  dye  pulse  intensity 
equation  takes  the  form  of 

7(r)  =  R,G(t)I(t  -  A)  +  I„[G(r)  -  1]  (3.5) 

where  Ri  represents  the  linear  cavity  loss  including  the  saturable  absorber.  The 
spontaneous  emission  effects  essentially  shift  the  dye  pulse  forward  to  offset  the  in¬ 
creased  retardation  due  to  the  cavity  mismatch,  A.  As  A  increases,  the  stability 
of  the  conserved  pulse  shape  dramatically  decreases  and  the  resulting  pulsewidth 
dramitically  increases. 

3.2.2  Steady  State  Pulse  Characteristics 

In  an  ideal  hybrid  synchronously  pumped  dye  laser,  the  spontaneously  emitted  dye 
pulse  caused  by  a  pump  pulse  of  intensity  /p,  builds  up  in  an  ultra-fast  time  period 
and  achieves  a  steady  state  which  satisfies  equation  3.5.  The  development  of  the 
steady  state  dye  pulse  takes  place  over  three  separate  regions  shown  in  figure  3-3  on 
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Region  1  Region  2  Region  3 


Figure  3-3:  Development  of  the  Steady  State  Dye  Pulse 

page  40. 

In  these  regions  defined  for  a  local  time,  r,  where  in  Region  1,  r  <  0,  Region  2 
r  =  r0  or  the  threshold  time  where  RiG{r  =  0)  =  1  and  the  dye  pulse  is  created  and 
Region  3  where  r  >  0,  different  mechanisms  contribute  to  the  development  of  the  dye 
pulse.  The  horizontal  line,  ifyG(r)  =  1,  represents  the  threshold  gain  condition  for 
the  formation  of  the  dye  pulse  as  a  function  of  the  pump  pulse.  In  region  1  where 
r  <  0,  spontaneous  emission  effects  dominate  in  the  development  of  the  pulse.  The 
dye  pulse  intensity  reaches  a  steady  state  intensity  given  by 


I(t  <  0)  =  /^{G(r)(l  -  Rj)[l  +  R,G(t  1  -  A)[l  +  RiG(t  -  2A)[1  +  RiG(t  -  nA]]]  - 1} 

(3.6) 

and  likewise  in  Region  2  where  r  =  0,  the  dye  pulse  intensity  reaches  a  steady 
state  intensity  given  by 


J(r  =  0)  =  MG(r)(  1  -  Rt)[  1  +  R/G(-A)[l  +  R,G(-2A)[1  +  R,G(-nAl|]  -  1}  (3.7) 
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Equations  3.6  and  3.7  converge  to  a  value  of  7(0)  where  7(0)  »  I Finally,  in 
Region  3  where  r  >  0,  we  find  the  dye  pulse  intensity  is  much  greater  than  the  pump 
pulse  intensity  and  reaches  a  steady  state  pulse  intensity  given  by 

1(t  >  0)  =  RiG(t)I(t  -  A)  (3.8) 

where  G(t )  is  a  solution  to 

^  +  cG[1{t)(G  -  1)  -  /„( r)]  =  0  (3.9) 

In  the  previous  section,  it  was  shown  that  the  dye  pulse  monotonically  increases 
with  r  until  it  becomes  much  larger  than  the  pump  pulse  within  a  very  short  time 
after  r0.  In  general,  the  pump  pulse  tends  to  increase  the  gain  in  the  laser  cavity 
while  the  dye  pulse  tends  to  saturate  or  deplete  the  gain.  We  find  that  in  Region  3, 
the  I(t)  of  the  dye  pulse  quickly  depletes  the  increased  gain  of  the  laser  dye  jet  caused 
by  the  the  pump  pulse  Ip(t)  and  the  dye  pulse  then  dominates  in  the  laser  cavity. 

Equations  3.8  and  3.9  demonstrate  the  characteristics  that  the  conserved  puls- 
eshape  must  have.  To  solve  for  the  shape  of  the  pulse,  one  must  use  the  initial 
conditions  for  a  given  A  ,  G(0)  =  ^  and  7(0)  from  equation  3.5  and  solve  them 
simultaneously  using  an  iterative  technique  [Catherall  et  all982]. 

We  know  that  the  total  gain,  G,  is  a  function  of  the  round  trip  gains,  Gi  and  G2, 
and  that  the  return  trip  gain  depends  on  the  total  pulse  energy  from  the  previous 
sections.  The  threshold  time  t  =  0  is  determined  from  the  total  pulse  energy.  In 
order  to  determine  the  relationship  between  r0,  the  start  time  for  the  dye  pulse  and 
A,  we  must  solve  the  7(r)  equation  above  for  nA  steps  between  r  =  0  and  r  =  r0 
giving 

7(nA)  =  R?G(nA . . .  G(A)7(0)  (3.10) 

If  we  use  G(t)  =  Gi(t)Gj(to),  G i(t)  =  G0Xp(r)  and  neglect  ground  state  ab¬ 
sorption  (G0  =  1  from  section  3.2.1),  this  equation  finally  yields 
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I(n  A)  =  /(0)[R,G1(ro)]”e'E."-iE'<l,i> 


(311) 


Using  nA  =  r,  this  becomes 

J(t)  ~  J(0)[ftG2(To)]*e*/oTK*(T)*  (3.12) 

If  we  assume  that  the  pump  pulse  remains  relatively  constant  over  the  A  intervals, 
this  equation  yields 


/(t0)  =  (3.13) 

We  can  develop  an  approximate  numerical  solution  to  this  equation  by  substituting 
variables  t  =  r  —  r0)  /(r0 )  =  I0  and  G(tq)  =  Go-  From  the  previous  sections,  we  can 
ignore  the  Ip  of  the  pump  pulse  in  the  steady  state  Region  3.  We  know  that  the 
steady  state  pulse  must  satisfy 


I(t  +  A)  =  (3.14) 

If  we  re-define  G(t)  as  G(t )  =  e9^,  use  the  substituted  variables  and  the  same 
methods  above,  equation  3.13  becomes 

=  (3.15) 

for  slowly  varying  gains  over  periods  of  A.  For  small  pulse  energies,  the  gain  of 
the  dye  jet  is  only  slightly  reduced  by  the  dye  pulse  and  the  gain  equation  3.9  can  be 
approximated  as 


+  <rGI(t)(Go  -  1)  =  0 

which  yields  the  solution 

g(t)  =  go -a  I  (G0  -  1  )I{t')dt' 

Jo 


(3.16) 


(3.17) 
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Combining  this  solution  with  equation  3.15  yields 


I{t)  =  Ioe2 Jo  «■'(«")*"]*' 
If  we  define  E(t)  =  /0‘  I{t')dt' ,  we  now  have 


(3.18) 


dt 


=  /0ca 


(3.19) 


If  we  differentiate  this  equation  with  respect  to  t  again  and  rearrange  terms  we 
get 


(3-2°) 

which  is  in  the  form  of  the  Ricatti  equation.  If  we  define  the  term  A  =  [(jn^c°))2+ 
the  solution  to  this  equation  yields 


1  —  e 


-2  At 


(3.21) 


If  we  differentiate  again  and  rearrange  terms,  we  get  the  solution  to  the  pulse 
shape  as 


If  we  define 


and 


Ai  /TH  .  hMspy 

'ft  =  -  -■  TT^l) 


2A 


/*  = 


A3  (InRiGp)3 


alogl  ~  2aA(Gp  -  1) 


(3.22) 


(3.23) 


tm  = 


_  _ 


2  A 


(3.24) 


the  solution  to  the  pulse  shape  becomes 
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I(t)  =  ImSech3[A(t  -  tm)J 


(3.25) 


The  FWHM  pulsewidth  is  then 

1.7627  _  3.5A 

tp~  A  ~  In(RiGo) 

with  the  peak  of  the  pulse  occurring  at  t  =  t0  +  tm. 

In  the  steady  state,  both  pulse  shape  and  pulse  energy  are  conserved, 
shown  for  pulse  energy  as 

f  If(r)dT  =  f  /(r)dr  =  E(t  —  oo)  (3.27) 

J— oo  j— oo 

Remembering  that  in  the  steady  state  after  n  round  trips,  the  spontaneous  emis¬ 
sion  effects  can  be  neglected  and  G(t)  in  equation  A. 18  and  7/(r  +  A)  in  equation 
A. 21  can  be  substituted  into  the  above  equation  yielding 


(3.26) 

This  is 


X*i  =  1  +  G(t0)(X  -  1)  (3.28) 

for  the  conserved  pulse  energy.  Substituting  in  for  G(t0),  we  get 


**  -  1  +  G°G'^X  - lh  +  o£&x- T)i)7  (3'29) 

We  know  that  gE(t  =  oo)  <  1,  and  equation  3.29  yields  the  first  order  solution 
for  the  conserved  pulse  energy. 


gE(t  =  oo)  = 


2Ri(RiG0G\(tq)X^  -  1 
1  +  R3G0Gx(to)X;(\  -  27[G1(t0  -  1]) 


(3.30) 


3.2.3  Satellite  Pulses 

Another  characteristic  of  hybrid  synchronously  pumped  laser  is  that  their  cavity 
mechanisms  create  the  potential  for  the  formation  of  a  secondary  satellite  pulse  from 
the  initial  pump  pulse.  A  high  energy  pump  pulse  can  create  a  satellite  pulse  after 
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the  main  pulse  if  it  has  sufficient  energy  remaining  after  passing  the  laser  dye  medium 
to  reach  a  threshold  level  for  the  secondary  pulse  formation.  The  threshold  condition 
exists  when  at  the  end  of  the  dye  laser  pulse,  the  gain  of  the  laser  dye  medium  is 
depleted  to  a  level  defined  as  the  saturation  gain,  Giat ,  equal  to 


G  mat  = 


GMXIj) 

1  +  G(r0)(X(r)  -  1) 


(3.31) 


where 


X(t)  =  eoE^ 


(3.32) 


After  the  main  pulse  is  created,  the  G{t)  continues  to  increase  due  to  the  ’’excess” 
remaining  energy  in  the  pump  pulse.  This  gain  increase  follows  the  form 


^+^G[7(t)(G-1)-/p(t)]=0 
For  r  >  r0  for  the  high  energy  pump  pulse,  the  gain,  G(t)  becomes 


(3.33) 


G(  r)  = 


(3.34) 


The  satellite  pulse  is  created  when  the  RiG(t  =  oo)  >  1  at  r  =  r,.  This  condition 
can  also  be  written  in  terms  of  equation  3.34 


RiG.ate'[E’(eo)-E’{lx,)]  >  1 


(3.35) 


The  positioning  and  generation  of  the  satellite  pulse  at  t,  is  based  on  the  system’s 
given  A,  and  the  solutions  to  To,  G(t0 )  and  X  from  the  steady  state  gain  conditions 
in  section  3.2.2  above.  The  satellite  pulse  can  be  eliminated  by  increasing  the  linear 
cavity  losses,  Ri,  to  effectively  shift  the  relative  positioning  of  t0  and  t,  to  the  end 
of  the  pump  pulse  [Yasal983].  In  the  hybrid  synchronously  pumped  dye  laser,  this 
increased  cavity  loss  is  accomplished  through  the  use  of  the  separate  saturable  ab¬ 
sorber  dye  jet  at  a  position  further  along  the  dye  pulse  path  within  the  laser  cavity. 
Careful  positioning  of  the  dye  jet  along  with  the  appropriate  saturable  absorber  dye 


45 


concentration  can  eliminate  or  minimize  the  formation  of  the  satellite  pulse. 


3.3  Pulse  Compression 

An  external  pulse  compression  apparatus  can  be  used  to  further  shorten  the  laser  pulse 
output  from  teh  hybrid  synchronously  pumped  laser.  The  basic  procedure  is  a  simple 
two  step  process.  First,  the  output  pulse  must  be  spectrally  broadened  or  "chirped” 
through  a  nonlinear  refractive  medium  such  as  a  Kerr  medium.  Traditionally,  fiber 
optics  have  been  used  as  the  Kerr  medium  for  most  pulse  compression  apparatus.  The 
second  step  of  the  process  involves  compressing  the  pulse  using  a  dispersive  delay  line 
consisting  of  a  pair  of  diffraction  gratings. 

3.3.1  Chirping  the  Pulse 

The  input  pulse  amplitude  envelope  from  the  hybrid  synchronously 
transmitted  to  the  Kerr  medium  of  the  pulse  compression  apparatus 
be  a  complex  variable,  V,  and  of  the  form 

V(z  =  0,t)  =  Asec(t/t0)  (3.36) 

where  the  time  variable,  t,  is  a  retarded  time  defined  such  that  for  a  given  distance 
along  the  Kerr  medium,  z,  the  center  of  the  pulse  is  at  t  =  0.  The  peak  amplitude 
A,  is  defined  by 


pumped  laser 
is  assumed  to 


A=Jp/K 


(3.37) 


and  where  P  is  the  peak  power  of  the  input  pulse  and  Pi  is  the  peak  power  of  the 
fundamental  soliton  for  the  Kerr  medium  [Tomlinson  1984].  Pi  is  defined  by 


P,  =  x  io~TW 

16irzon2 


(3.38) 


where  n  is  the  refractive  index  for  the  core  of  the  Kerr  medium,  n2  is  the  nonlinear 
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coefficient  for  the  Kerr  medium  in  electrostatic  units,  and  Aefj  is  the  effective  area 
of  the  core  of  the  fiber  optic  that  the  chirped  pulse  transverses.  z0  is  a  normalized 
optical  fiber  length  defined  by 


z„  =  0.322-  tVt» 


,  W)  I  A  (3  M) 

where  r0  is  the  intensity  full  width  half  maximum  (FWHM)  of  the  input  pulse 
and  is  approximaely  equal  to  1.76fo-  I  D(A)  |  is  the  dimensionless  group  velocity 
dispersion  (GVD)  of  the  input  pulse.  The  GVD  acts  to  linearize  the  chirping  of  the 
pulse  over  the  length  of  the  Kerr  medium  such  that  virtually  ail  input  power  appears 
in  the  compressed  pulse.  There  is  a  trade-off  between  optimum  pulse  compression 
and  optimum  pulse  shape,  and  fiber  length  must  be  closely  monitored  to  optimize 
both  chaxacteristics  of  the  compressed  pulse  [Grischkowskyl983]  .  Zopt  is  the  actual 
optical  fiber  length  required  to  spectrally  double  the  input  pulse  for  optimal  pulse 
compression.  This  length  effectively  saturates  the  fiber,  and  fiber  lengths  beyond  this 
optimal  serve  to  degrade  the  optimal  pulse  compression  and  shape.  The  actual 
GVD  of  the  input  pulse  for  the  synchronously  pumped  laser  need  not  be  explicitly 
calculated  as  experimental  evidence  shows  that  these  equations  can  be  numerically 
approximated  by  the  following  equations  [Kaiserl988] 


—  w  0.63A 


(3.40) 


fai  ~  H 

zo  A 


(3.41) 


3.3.2  Compressing  the  Pulse 

The  second  part  of  the  pulse  compression  procedure  involves  the  compression  of  the 
chirped  pulse  using  diffraction  gratings.  The  actual  compresser  is  simply  a  delay  line 
with  a  frequency  dependent  delay  [Tomlinson 1984].  Using  the  Fourier  transform  of 
the  initial  input  pulse  amplitude  envelope,  V(z,t),  we  find 
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v(z,u)  = 


(3.42) 


where  A(w)  and  $(u>)  are  real  functions  (neglecting  explicit  z  dependence).  The 
compressed  pulse  in  frequency  domain  is  given  by 


Ve(z,  u)  =  A(u)exp{i[$(tjj)  +  $e(u>)]} 


(3.43) 


where  $c(u>)  is  a  phase  function  of  the  compressor  and  is  of  the  form 


$c(a>)  =  —  auj2 


(3.44) 


a  is  the  grating  compressor  constant  and  is  given  by 


a  =  ™  N  (3.45) 

4?rc2d2  cos2(7)  '  ' 

where  b  is  the  distance  between  diffraction  gratings,  d  is  the  groove  spacing,  A  is 

the  center  wavelength  of  the  pulse  and  A  is  the  angle  of  incidence  of  the  pulse  on  the 

grating.  Again,  this  can  be  numerically  approximated  by  [Kaiserl988] 


a  «  0.52r|A  (3.46) 

For  a  perfect  compressor  at  t  =  0,  $c(u;)  =  — $(u>),  till  frequency  components 
of  the  pulse  are  in  phase,  and  the  optimum  shortened  pulse  is  achieved  with  the 
maximum  peak  amplitude.  In  actual  practice,  these  approximations  are  in  general 
agreement  with  experimental  results. 


3.3.3  Numerical  Estimate 

We  can  use  the  equations  developed  in  the  sections  above  to  find  the  theoretical  limits 
for  the  external  pulse  compression  apparatus.  The  initial  trials  with  the  laser  system 
with  the  cavity  dumper  produced  an  average  output  power  of  4  milliwatts  with  a 
pulsewidth  of  5  picoseconds  while  operating  at  the  556  nanometer  wavelength.  If  we 


use  these  figures  as  a  base  figure  for  the  calculations,  these  parameters  give  a  z0 pt  of 
1.27  meters  for  the  fiber  optic,  a  diffraction  grating  separation,  b,  of  1  meter  and  the 
resulting  theoretical  output  pulsewidth  of  260  femtoseconds. 
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Chapter  4 


Equipment 


This  chapter  describes  the  laser  dyes,  saturable  absorbers,  laser  systems  and  equip¬ 
ment  used  during  the  experiment.  A  preliminary  discussion  of  background  work  on 
the  system  is  included  to  demonstrate  the  parameters  of  the  experiment. 


4.1  Chemical  Dyes 

The  selection  of  the  various  organic  chemical  dyes  for  lasing  and  saturable  absorber 
dyes  was  dictated  by  the  requirements  for  the  phase-interrupting  collision  experiment 
and  the  equipment  available  for  use  in  the  laboratory.  Final  selection  and  experimen¬ 
tation  was  based  on  the  thorough  research  of  available  publications. 

4.1.1  Laser  Dye 

The  availability  of  the  second  harmonic  Nd:YAG  laser  for  the  experiment  dictated 
the  selection  of  Rhodamine  590,  CnH^NiOiCl,  for  the  phase-interrupting  collision 
experiment.  Rhodamine  6G,  the  regularly  used  field  nomenclature,  is  a  commonly 
used  laser  dye  when  dissolved  in  etheylene  gylcol  for  use  in  pulsed  and  CW  laser 
operation.  The  absorption  curve  for  the  Rhodamine  6G  dye  is  shown  in  figure  4-1 
on  page  51.  The  peak  fluorescence  for  Rhodamine  6G  dissolved  in  ethylene  glycol 
is  at  580  nanometers  when  pumped  with  the  second  harmonic  Nd:YAG  laser.  This 
dye’s  lasing  curve  goes  from  552  to  592  nanometers  as  an  operating  range.  This 
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Figure  4-1:  Rhodamine  6G  Absorption  Curve  [Lambdal986] 

combination  produces  a  dye  laser  conversion  efficiency  of  33  percent  at  the  peak,  then 
drops  off  dramatically  off  of  the  curve  [Lambdal986].  Note  that  the  555.6  nanometer 
wavelength  for  the  experiment  is  operating  at  the  extreme  edge  of  the  dye  gain  curve. 
Therefore,  a  relatively  high  pump  laser  powers  is  required  in  order  to  obtain  the 
desired  high  output  power  at  the  required  555.6  nanometer  wavelength.  Rhodamine 
110  was  another  candidate  for  the  lasing  dye  as  it  has  a  peak  fluorescence  at  560 
nanometers  when  pumped  with  the  third  harmonic  output  of  the  Nd:YAG  pump 
laser.  Since  this  pump  laser  option  was  not  available  to  us,  we  were  obligated  to  use 
the  Rhodamine  6G  dye  with  the  Nd:YAG  second  harmonic  pumping  and  accept  the 
lower  efficiency. 

4.1.2  Saturable  Absorbers 


A  wider  variety  of  chemical  dyes  for  use  as  saturable  absorbers  was  available  at  the 
555.6  nanometer  wavelength.  The  three  primary  candidates  were  DODCI,  DTCI 
and  DMETCI.  All  dyes  used  ethylene  glycol  as  a  solvent  and  initially  had  several 
milliliters  of  methanol  added  to  aid  in  dissolution.  The  methanol  quickly  evaporated 
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Figure  4-2:  DODCI  Absorption  Curve  [Lambda  1986] 

during  normal  operation  which  resulted  in  the  solvent  being  almost  pure  ethylene 
glycol.  Each  candidate  dye  was  evaluated  for  its  performance  in  based  on  its  char¬ 
acteristics  at  the  desired  wavelength  in  accordance  with  the  guidelines  discussed  in 
Chapter  3.  The  absorbance  depicted  in  the  following  figures  can  be  used  to  determine 
the  homogeneous  absorption  cross-section  cr£,  used  in  the  saturable  absorber  theory 
section  by  the  following  equation. 


ai  =  Avagadcfs#  (U) 

where  a  is  the  absorbance  value  from  the  figure.  Final  selections  for  the  saturable 
absorber  were  made  on  the  basis  of  which  saturable  absorber  characteristics  were 
optimal  for  the  desired  wavelength. 

DODCI,  C23H23N2O2I  was  selected  as  a  trial  candidate  for  the  laser  saturable 
absorber  because  it  is  a  traditional  saturable  absorber  for  Rhodamine  6G.  Its  ab¬ 
sorption  curve  characteristics  has  a  peak  absorption  cross  section  at  582  nanometers 
when  dissolved  in  ethanol  [Lambdal986].  The  dye’s  absorbance  at  556  nanometers 
is  8-1  MofccM  x  wbich  yields  a  =  1.34  x  10-16  cm2  which  places  this  third 


52 


Figure  4-3:  DTCI  Absorption  Curve  [Lambdal986] 

among  the  three  candidates  for  this  wavelength.  DODCI’s  dephasing  time,  T2 ,  is  on 
the  order  of  300  picoseconds  [Watanabe  et  all983][Rullierel976]. 

It  has  the  best  absorption  characteristics  at  580  nanometers  with  an  absorption 
cross  section  of  3.73  x  10~16  cm2.  It  is  frequently  used  with  Rhodamine  6G  dye 
as  a  saturable  absorber  because  of  the  compatability  of  the  DODCI’s  absorption 
curve  with  Rhodamine  6G’s  lasing  frequencies.  The  absorption  curve  for  the  DODCI 
chemical  dye  is  shown  in  figure  4-2  on  page  52. 

DTCI,  C21H21N2S2I  was  another  possible  candidate  due  to  its  peak  absorption 
cross  section  at  557  nanometers  when  dissolved  in  ethanol  [Lambdal986].  The  opti¬ 
mum  performance  for  this  dye  is  in  the  560  nanometer  region  for  flash  lamp  pumped 
Rhodamine  6G  lasers  used  in  pulsed  operations.  The  absorption  cross  section  for 
the  DTCI  dye  at  556  nanometers  is  2.13  x  10~16  cm2.  The  high  absorption  cross 
section  initially  made  this  the  leading  candidate  for  effective  pulse  shaping.  However, 
initial  trials  with  this  saturable  absorber  early  in  the  experiment  and  further  research 
showed  that  the  DTCI  has  a  long  relaxation  time  (on  the  order  of  760  picoseconds 
[Maedal972])  that  adversely  affects  its  performance  in  the  ultra-fast  pulse  regime  . 
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Figure  4-4:  DMETCI  Absorption  Curve  [Lambdal986] 

The  absorption  curve  for  the  DTCI  dye  is  shown  in  figure  4-3  on  page  53. 

DMETCI,  C21H21N2S2I  has  its  peak  absorption  at  540  nanometers  when  dissolved 
in  DMSO  [Lambdal986j.  The  absorption  cross  section  for  556  nanometers  is  1.54  x 
10~16  cm2  which  is  the  second  highest  cross-section.  This  dye  is  operating  at  the 
edge  of  its  spectrum  curve  when  used  at  556  nanometers,  yet  the  high  absorption 
cross  section  at  this  wavelength  still  makes  it  a  viable  candidate  for  optimum  pulse 
shaping.  DMETCI’s  dephasing  time,  Tj  is  not  well  known  but  is  estimated  to  be  on 
the  order  of  250  picseconds  [Sibbettl982]. 

The  580  nanometer  wavelength  is  out  of  range  of  the  absorption  curve  for  this 
dye.  The  absorption  curve  for  the  DMETCI  dye  is  shown  in  figure  4-4  on  page  54. 

Based  on  these  characteristics,  DODCI  was  selected  for  testing  the  hybrid  syn¬ 
chronously  pumped  dye  laser  for  its  optimum  performance  at  580  nanometers  and 
DMETCI  was  selected  for  the  saturable  absorber  for  the  laser  system  to  operate  at 
the  required  556  nanometer  wavelength. 
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4.2  Laser  System 


The  primary  laser  to  be  used  in  the  phase-interrupting  collision  experiment  was  a 
Nd:YAG  pumped  chemical  dye  pulsed  laser.  Initially,  the  Coherent  Antares  76- 
S  Nd:YAG  laser,  using  the  factory  Mode  Locker  and  Second  Harmonic  Generator, 
produced  an  output  of  2.1  Watts  at  the  wavelength  of  532  nanometers.  This  laser 
operated  at  a  repetion  rate  of  76  Mhz  and  produced  a  pulse  with  a  pulsewidth  of  5 
picoseconds.  The  output  of  the  pump  laser  was  coupled  to  a  hybrid  synchronously 
pumped  dye  laser  consisting  of  two  conventional  dye  laser  set  in  series  along  on  In¬ 
var  rod.  The  first  dye  laser  was  used  as  the  lasing  mechanism  while  the  second  dye 
laser  was  used  as  the  saturable  absorber  mechanism.  The  lasing  mechanism  was  a 
Coherent  Model  590  Dye  laser  using  the  Rhodamine  6G  dye  dissolved  in  ethylene 
glycol.  Concentration  of  the  Rhodamine  6G  dye  in  solution  was  set  at  4.0  x  10_4 
Molar  based  on  previous  records  for  optimal  power  output  at  the  555.6  nanometer 
wavelength.  A  second  Coherent  Model  590  Chemical  Dye  laser  without  the  pump 
mirror  was  used  in  the  chemical  dye  laser  cavity  as  a  synchronously  pumped  sat¬ 
urable  absorber.  The  saturable  absorber  Model  590  was  further  modified  to  allow 
translation  of  the  saturable  absorber  jet  along  the  beam  path.  This  faciliated  the 
optimal  placement  of  the  saturable  absorber  jet  for  maximum  effectiveness.  Initially, 
a  Coherent  Model  7220  Cavity  Dumper  was  used  as  an  output  device  with  the  laser 
system.  The  repetition  rate  for  the  Cavity  Dumper  was  varied  between  1  MHz  and 
38  Mhz  to  optimize  power  output  of  the  laser  system  and  signed  peak  at  the  sample 
cell.  Resulting  output  power  varied  between  4  mW  at  IMhz  and  38  Mw  at  38  Mhz. 
Initiad  trials  with  the  collision  experiment  showed  that  the  power  output  with  the 
Nd:YAG-Laser  Dye-Saturable  Absorber-Cavity  Dumper  system  was  not  yielding  suf¬ 
ficient  power  at  the  sample  cell  to  discriminate  the  details  of  the  phase-interrupting 
collisions  from  the  background  noise.  The  Coherent  High  Power  Second  Harmonic 
Generator  using  a  KTP  crystad  as  the  doubling  mechanism  vras  then  installed  on  the 
Coherent  Model  76-S  and  peaik  power  for  the  pump  laser  was  then  increased  to  3.2 
watts  which  yielded  approximately  54  mW  at  the  555.6  nanometer  wavelength.  This 
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Figure  4-5:  Hybrid  Synchronously  Pumped  Dye  Laser  Diagram 

physical  setup  and  resulting  power  level  still  did  not  produce  a  sufficent  fluorescent 
signal  at  the  sample  cell  to  discern  the  details  of  the  phase-interrupting  collisions  from 
the  background  noise.  Another  complication  was  discovered  in  that  the  power  from 
the  Antares  76-S  pump  laser  was  not  stable  and  would  randomly  fluctuate  on  the 
order  of  three  to  five  percent  in  the  infrared  power,  creating  a  fluctuation  of  six  to  ten 
percent  at  the  532  nanometer  wavelength  and  a  similar  resulting  fluctuation  in  the 
dye  laser  output.  This  fluctuation  created  difficulties  in  generating  the  repeatability 
of  the  experiment. 

The  next  step  on  the  process  was  to  remove  the  Coherent  Cavity  Dumper  and 
replace  this  ouput  device  with  an  output  coupler  with  a  reflectivity,  R,  equal  to  97 
percent  at  the  556  nanometer  wavelength.  In  addition,  the  Coherent  High  Power 
Second  Harmonic  Generator  was  replaced  with  a  JTT  Crystal  Company  heated  LbO 
crystal  as  the  second  harmonic  generator.  LbO  offers  the  advantage  that  it  has  a 
higher  damage  threshold  than  KTP,  although  it  does  not  double  as  efficiently.  The 
LbO  doubling  crystal  comes  with  its  own  temperature  control  mechanism  to  optimize 
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the  power  output.  The  crystal  was  mounted  on  a  fabricated  mount  which  allowed 
translation  of  the  crystal  assembly  along  the  beam  path  to  place  the  crystal  in  the 
focus  of  the  internal  telescope  assembly  of  the  laser  to  produce  differing  output  power 
levels.  Additionally,  this  JTT  LbO  crystal  offers  tb~  advantage  of  being  temperature- 
dependent  for  optimal  second  harmonic  generation  rather  than  angle- dependent  as 
in  the  case  of  the  standard  KTP  crystal.  The  LbO  crystal  operates  most  efficiently 
within  a  narrow  temperature  range  which  must  be  adjusted  occasionally  to  optimize 
performance  as  the  crystal  absorbs  infrared  light  from  the  laser  and  achieves  differing 
thermal  equilibriums.  This  final  arrangement  of  the  laser  system  is  depicted  in  figure 
4.2  on  page  56  and  was  used  for  the  experiment.  The  pump  power  fluctuation  from 
the  Antares  76-S  laser  was  reduced  to  less  than  three  percent  and  the  output  power  of 
the  pump  laser  was  easily  maintained  at  3.2  watts.  The  pump  laser  could  be  adjusted 
for  a  power  output  of  up  to  4  watts  for  possible  future  needs  if  this  increased  level  of 
power  is  required.  The  final  output  of  the  basic  Nd:YAG-Laser  Dye-Output  Coupler 
system  (before  experimentation  with  the  use  of  various  saturable  absorber  dyes  and 
concentrations)  was  a  two  picosecond  pulse  with  an  average  power  output  on  the 
order  of  140  milliwatts. 


4.3  Pulse  Compression 

The  physical  layout  of  the  pulse  compression  device  is  shown  in  figure  4-6  on  page  58. 
The  fiber  optic  used  as  the  chirping  medium  is  the  Newport  Model  F-SPA-10  Single 
Mode  Polarization  Preserving  Fiber.  This  fiber  has  a  central  core  with  a  diameter  of  4 
microns  and  a  jacket  diameter  of  250  microns.  This  fiber’s  transmission  characteristics 
were  optimal  for  the  pulse  compression  at  the  556  nanometer  wavelength. 

4.3.1  Apparatus 

The  chirping  mechanism  of  the  pulse  compression  apparatus  consisted  of  a  Newport 
Model  F-916  Multi- Axis  Fiber  Positioner  with  a  20X  objective  lens  that  was  used  to 
hold  the  F-SPA-10  fiber  optic  and  focus  the  incoming  laser  pulse  on  the  fiber  core.  A 
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2.5X  beam  expander  was  used  to  optimize  the  beam  waist  to  focus  on  the  fiber  core. 
A  mechanical  holder  using  polyethylene  piping  was  used  to  support  the  fiber  length, 
the  calculated  z^t,  to  minimize  stress  induced  losses  from  the  core.  The  output  device 
was  a  NRC  Model  FP-1  Fiber  Holder  coupled  with  10X  objective  lens  to  expand  the 
beam  waist  for  the  compressor. 

The  compressor  mechanism  of  the  pulse  compression  apparatus  consisted  of  a  pair 
of  diffraction  gratings  separated  by  the  calculated  distance  b  .  The  gratings  were  the 
PTR  Optics  High  Resolution  First  Order  Grating  with  a  groove  spacing  of  600  lines 
per  millimeter.  This  gives  the  d  equal  to  1.67  x  10-4  centimeters  for  the  grating  pair 
constant  equation  3.45  on  page  48. 


4.3.2  Initial  Pulse  Compression  Results 

The  initial  calculations  in  section  3.3.2  gave  a  resulting  theoretical  output  pulsewidth 
of  260  femtoseconds  for  the  external  pulse  compression  apparatus.  Experimental  re¬ 
sults  gave  reasonable  agreement  with  the  theory.  The  trials  with  the  pulse  compres¬ 
sion  apparatus  gave  an  approximately  300  femtosecond  pulsewidth  using  Rhodamine 
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6G  dye  with  the  DMETCI  saturable  absorber  in  the  hybrid  synchronously  pumped 
dye  laser.  Coupling  losses  of  30  percent  of  the  output  of  the  dye  laser  to  the  fiber 
optic  combined  with  the  40  percent  loss  at  each  diffraction  grating  drastically  reduced 
the  available  power  to  go  through  the  experimental  setup  for  the  phase-interrupting 
collision  experiment  to  the  previous  levels  where  the  details  of  the  collisions  could 
not  be  discerned.  The  coupling  losses  were  attributed  to  improper  focusing  of  the 
incident  light  on  the  fiber  core  and  preparation  of  the  fiber  ends;  the  faces  of  the  fiber 
had  to  be  cleaved  perfectly  flat  in  order  to  achieve  a  theoretical  80  percent  coupling. 
Losses  due  to  the  diffraction  gratings  are  a  nature  of  the  diffraction  mechanism  and 
cannot  be  reduced.  The  pulse  compression  aspect  of  the  experiment  was  temporar¬ 
ily  put  to  the  side  to  concentrate  on  optimizing  laser  power  output  and  pulse  shape 
and  width  characteristics  solely  through  the  hybrid  synchronously  pumped  laser  cav¬ 
ity.  Theoretical  work  in  Chapter  3  demonstrsted  that  the  pulse  shape  and  width 
can  be  sufficiently  controlled  through  the  laser  cavity  to  allow  initial  observation  of 
collisional  data.  If  initial  results  with  the  hybrid  dye  laser  system  require  further  re¬ 
finement  of  the  pulsewidth,  this  can  be  accomplished  through  the  further  decreasing 
of  the  pulsewidth  through  this  external  pulse  compression  apparatus. 

4.4  Electronics 

A  variety  of  equipment  was  used  during  the  course  of  the  experiment.  A  significant 
portion  of  it  was  fabricated  by  Kyungwon  An  and  other  previous  graduate  students  to 
suit  the  specific  needs  of  the  phase-interrupting  collision  experiment  and  was  available 
to  be  used  in  this  thesis  project. 


4.4.1  Determination  of  Laser  Wavelength 

The  laser  wavelengths  that  the  hybrid  synchronously  pumped  dye  laser  produced  were 
determined  by  passing  the  output  laser  beam  through  a  Jarrell  Ash  Model  82-410 
Interferometer.  This  device  was  calibrated  using  the  514.5  and  488  nanometer  wave¬ 
lengths  produced  by  a  Coherent  Model  52B  Argon  Ion  CW  Laser,  the  486  nanometer 
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wavelength  produced  by  a  Spectra  Physics  Model  155  He-Ne  CW  laser,  and  the  532 
nanometer  wavelength  produced  by  the  Antares  Model  76-S  Nd:YAG  pulsed  Laser. 

4.4.2  Recording  Pulse  Shapes 

The  mechanism  for  recording  the  pulse  shapes  was  a  fabricated  auto-correlator  using 
a  solenoid  driven  by  a  sine-wave  generator.  This  setup  is  shown  in  figure  5-1  on  page 
63.  The  output  of  the  auto- correlator  was  directed  into  a  second  harmonic  generator 
crystal  to  a  photo-multiplier  tube.  The  two  beam  output  of  the  autocorrelator  was 
adjusted  such  that  a  pulse  shape  was  formed  only  as  a  product  of  the  two  incident 
beams.  A  pinhole  was  used  a  spatial  filter  to  ensure  that  other  laser  light  did  not 
produce  a  second  harmonic  signal  which  could  strike  the  PMT  detector  face. 

This  output  was  processed  through  a  fabricated  integrating  amplifier  and  collected 
into  the  computer. 

Data  collection  was  done  by  the  use  of  the  Asyst  Version  2.0  program  run  on  an 
Standard  Model  286  computer.  Kyungwon  An  wrote  the  "Sampling. 002”  program  to 
sweep  the  PMT  to  record  the  data  into  the  256  data  bin  storage  channels. 

4.4.3  Real  Time  Observation  of  Pulse  Shapes  and  Widths 

The  data  collection  equipment  described  in  section  4.4.2  above  allowed  the  written 
collection  of  the  data  taken  in  the  experiment.  This  recording  procedure  took  several 
moments  to  set  up  and  record  the  data  on  the  computer  terminal  VDT  screen  for 
each  iteration.  Each  variation  of  the  experimental  parameters  required  a  myriad 
of  adjustments  to  be  made  to  the  mirrors  and  saturable  absorber  jet  of  the  hybrid 
synchronously  pumped  dye  laser  to  optimize  pulse  shape,  pulse  width  and  output 
power  for  each  variation.  A  auto-correlator  using  a  solenoid  was  used  to  allow  real¬ 
time  observation  of  the  pulse  shape  and  width.  The  laser  system  output  was  put 
though  a  beamsplitter  which  directed  j  the  laser  beam  into  the  auto-correlator  setup 
and  the  remainder  of  the  beam  into  the  data  collection  equipment  as  shown  in  figure 
5-1  on  page  63.  The  laser  beam  was  monitored  using  a  photo- multplier  tube  assembly 
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connected  to  a  Textronics  Type  RM  503  oscilloscope  for  the  auto-correlator  output 
display.  Calibration  of  the  oscilloscope  screen  was  done  through  the  monitoring  of  the 
solenoid’s  travel  range,  then  converting  that  range  into  a  time  scale  for  the  screen. 
Variations  in  the  solenoid  travel  was  done  through  Heath  Schlumberger  Model  SG- 
18 A  Sine-Square  Audio  Generator  powered  by  a  Kepco  Model  KS6-10M  Regulated 
DC  Power  Supply. 

This  real-time  observation  system  enabled  the  optimization  of  the  laser  system’s 
controls  to  optimize  the  pulse  characteristics  rapidly  without  stopping  to  record  the 
information  until  the  best  possible  pulse  characteristics  were  achieved,  then  record 
the  data  without  disturbing  the  experimental  setup  or  laser  controls. 
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Chapter  5 


Data  Acquisition 


This  chapter  details  the  experimented  setup  and  preliminary  actions  taken  prior  to  the 
actual  conduct  of  the  experimental  trials  as  well  as  the  mechanisms  and  procedures 
used  during  the  data  taking  process. 


5.1  Setup 

The  experimental  physical  setup  is  shown  in  figure  5-1  on  page  63.  The  equipment 
used  in  this  experimental  setup  is  described  in  detail  in  section  4.2  for  the  laser  system, 
section  4.3  for  the  pulse  compression  apparatus  and  section  4.4  for  the  electronic 
system  in  chapter  4  . 


5.2  Preliminary  to  Data  Acquisition 

The  majority  of  the  work  involved  in  the  prelimary  experiments  involved  the  opti¬ 
mization  of  the  power  output  and  maximizing  the  stability  of  the  pump  laser.  The 
Coherent  76-S  Nd:YAG  pump  laser  requires  about  an  hour  of  warm-up  time  to  achieve 
internal  thermal  stability.  After  this  period,  the  laser  shutter  can  be  opened  and  ad¬ 
justments  can  be  made  to  the  cavity  controls  to  optimize  the  power.  The  next  step 
consists  of  optimizing  the  temperature  controls  of  the  JTT  LbO  doubling  crystal  to 
optimize  power.  This  crystal  requires  about  20  minutes  to  achieve  thermal  stability 
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Figure  5-1:  Experimental  Setup 

after  the  Antares  76-S  shutter  is  open.  The  temperature  control  can  be  adjusted  to 
improve  power  output,  but  another  20  minutes  must  be  allowed  after  each  adjust¬ 
ment  to  achieve  a  new  thermal  equilibrium  before  cavity  adjustments  can  be  made 
to  optimize  power  again. 

The  next  step  involves  ensuring  that  the  dye  laser  and  saturable  absorber  jets  are 
working  properly  at  the  proper  pumping  pressure  and  that  the  lasing  beam  strikes 
the  jets  in  the  proper  position  for  optimum  performance.  The  power  output  of  the 
hybrid  laser  is  then  monitored  as  the  laser  controls  axe  adjusted  to  optimize  power 
output  and  laser  spot  shape. 

The  final  step  involves  turning  on  the  various  electronics  and  ensuring  that  the 
output  laser  beam  strikes  the  autocorrelator  and  the  PMT  properly  to  allow  simul¬ 
taneous  observation  of  the  real  time  pulse  and  data  collection.  The  solenoid  travel 
length  must  be  measured  and  monitored  to  ensure  proper  calibration  of  the  experi¬ 
mental  data  and  final  results. 
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5.3  Data  Acquisition 


The  procedures  for  data  acquisition  were  relatively  straight  forward  and  the  same 
sequence  of  procedures  were  followed  for  each  trial  to  ensure  uniform  results.  The 
wavelength  of  the  laser  output  was  checked  to  determine  the  wavelength  of  the  laser 
output  by  using  the  interferometer  and  then  tuned  to  the  proper  wavelength  by  using 
the  birefringent  filter  on  the  dye  laser. 

The  cavity  length  for  the  hybrid  laser  was  adjusted  to  optimize  pulse  shape  and 
width  as  seen  on  the  oscilloscope.  The  pump  power  output  from  the  Nd:YAG  laser 
was  then  noted;  the  output  power  of  the  hybrid  laser  was  recorded,  then  a  data  sample 
consisting  of  four  pulses  was  recorded  for  each  cavity  detuning  to  allow  for  statistical 
variation,  and  finally  the  output  power  was  again  checked  at  the  end  of  the  sampling 
trial  to  ensure  that  the  power  had  not  changed  more  than  five  percent  over  the 
duration  of  the  data  acquisition  period.  The  hybrid  laser  was  then  detuned  again  to 
try  and  optimize  performance  and  the  process  was  repeated.  The  pulsewidths  shown 
for  the  figures  throughout  this  thesis  represent  the  average  of  the  four  pulseshapes 
taken  for  each  sample  for  the  best  performance  of  the  laser  cavity  tuning  while  the 
actual  pulse  shape  shown  represents  the  optimum  shape  of  the  trials. 

For  each  data  trial  run,  the  laser  system  was  tuned  for  optimum  power  as  a  syn¬ 
chronous  pumped  laser  at  the  given  pump  power.  The  dye  jet  was  then  turned  on  and 
the  laser  system  was  then  tuned  for  optimum  performance  as  a  hybrid  synchronous 
pumped  laser.  The  laser  cavity  length  was  then  detuned  for  the  optimal  pulse  shape 
as  seen  on  the  oscilloscope.  The  signal  on  the  oscilloscope  was  then  optimized  by 
adjusting  the  steering  mirrors  into  the  autocorrelator  and  the  autocorrelator  com¬ 
ponents.  The  laser  tuning  adjustments  were  also  adjusted  to  optimize  shape  and 
minimize  the  background  noise.  After  the  signal  was  optimized,  the  sample  data  was 
taken.  After  several  different  cavity  detunings  and  data  samplings  were  taken  at  the 
given  trial  iteration,  the  laser  pump  power  was  adjusted  to  a  different  level  by  using 
neutral  density  filters  and  the  process  was  repeated  for  the  new  tried  iteration.  After 
the  pump  power  was  reduced  to  the  level  where  the  hybrid  synchronous  pumped  laser 
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would  not  efficiently  lase,  the  saturable  absorber  concentration  would  be  changed  and 
was  allowed  to  circulate  in  the  saturable  absorber  jet  system  for  at  least  20  minutes 
before  the  laser  alignment  and  tuning  procedure  would  be  started.  This  time  pe¬ 
riod  ensured  that  the  new  saturable  absorber  solution  was  thoroughly  mixed  and  had 
reached  an  equilibrium  concentration  value  equal  to  the  desired  value.  The  entire 
sequence  would  then  be  repeated  for  the  full  pump  power  range  available  until  the 
hybrid  synchronous  pumped  laser  would  no  longer  lase. 


5.4  Data  Analysis 

The  data  taken  during  the  experiment  was  analyzed  using  a  series  of  programs,  ”Au- 
toco.c”  and  ” Analize.it”,  written  by  Kyungwon  An.  The  data  taken  in  the  ’’Sam¬ 
pling”  program  does  not  exactly  correspond  to  real-time  observation.  The  "Sampling” 
program  assumes  that  the  solenoid  travel  of  the  autocorrelator  travels  at  a  uniform 
velocity  and  exactly  in  phase  with  the  sine  wave  generator  that  drives  the  solenoid. 
In  real  time,  there  is  a  mechanical  delay  induced  in  the  solenoid  travel  as  it  cycles 
through  the  complete  range  of  motion  and  its  velocity  varies  as  a  function  of  solenoid 
position.  For  example,  when  the  solenoid  is  at  the  end  of  a  cycle,  its  velocity  is  zero. 
The  solenoid  then  accelerates  through  its  full  range  of  motion,  then  deccelerates  as 
it  reaches  the  end  of  its  travel  range  until  its  velocity  is  zero  again  and  the  cycle  is 
repeated.  These  two  programs  take  this  motion  into  consideration  when  processing 
the  data  taken  in  the  experiment  and  produce  the  output  shown  in  this  thesis.  These 
programs  are  included  at  Appendix  B. 


5.5  Experimental  Procedure 

The  first  phase  of  the  experiment  consisted  of  verifying  and  optimizing  the  perfor¬ 
mance  of  the  hybrid  synchronously  pumped  dye  laser  as  an  entity.  To  do  this,  we 
optimized  the  system  characteristics  using  the  dyes  and  equipment  to  operate  in  their 
peak  performance  ranges.  For  Rhodamine  6G,  we  operated  at  the  580  nanometer 
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wavelength  and  used  the  traditional  saturable  absorber  associated  with  Rhodamine 
6G,  DODCI.  The  second  phase  of  the  experiment  consisted  of  optimizing  the  system 
characteristics  at  the  required  555.6  nanometer  output  wavelength  using  Rhodamine 
6G  as  the  lasing  dye  and  DMETCI  as  the  saturable  absorber. 
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Chapter  6 


Experimental  Results  at  580 
nanometer  Wavelength 


For  the  first  phase,  we  used  Rhodamine  6G  as  the  lasing  dye  at  its  peak  performance 
wavelength  of  580  nanometers  with  the  second  harmonic  NdrYAG  pumping.  The 
standard  Coherent  Rhodamine  6G  mirror  optics  were  used  in  the  Coherent  590  Dye 
laser  to  optimize  laser  performance  with  the  exception  of  the  saturable  absorber  high 
reflector  mirror.  We  used  a  Rhodamine  110  high  reflector  mirror  for  this  optical 
component  as  it  was  the  closest  available  mirror.  This  mirror’s  optical  coating  cut 
off  performance  above  580  nanometers,  so  we  were  not  able  to  operate  at  the  very 
peak  of  Rhodamine  6G  performance  curve.  The  longest  wavelength  we  were  able  to 
achieve  with  peak  power  was  at  576  nanometers.  The  laser  was  first  tuned  to  optimize 
performance  and  power  as  a  standard  dye  laser  without  the  saturable  absorber  in 
operation.  The  concentration  of  Rhodamine  6G  dye  in  ethylene  glycol  was  increased 
to  5.0  x  10-4  Molar  so  that  80  percent  of  the  incident  pump  power  was  absorbed 
by  the  lasing  dye  jet.  This  absorption  level  is  listed  by  the  manufacturer  as  being 
the  optimal  point  for  dye  laser  operation  and  produced  a  peak  average  power  of  780 
milliwatts  when  tuned  for  maximum  power  output.  The  resulting  pulse  with  the  best 
possible  pulse  width  and  shape  is  shown  in  figure  6-1  on  page  68.  This  pulse  had 
a  real  pulsewidth  of  2.21  picoseconds  and  a  output  power  of  412  milliwatts  at  this 
cavity  length  detuning. 
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Pulsewidth  (14.2  Picoseconds  Full  Scale) 

Figure  6-1:  Rhodamine  6G  Synchronous  Pumped  Dye  Laser  Output  at  576  nanome¬ 
ters 

The  broad  incoherent  background  around  the  coherence  spike  is  due  to  the  inco¬ 
herent  portion  of  the  laser  pulse.  This  can  be  reduced  through  the  appropriate  con¬ 
centration  of  saturable  absorber  that  absorbs  this  portion  of  the  output  laser  pulse 
as  discussed  in  the  theory  chapter.  DODCI  was  selected  as  the  saturable  absorber 
to  begin  development  of  the  hybrid  synchronously  pumped  dye  laser.  It  has  a  peak 
absorption  cross-section  of  3.65  x  10-16  cm 2  at  the  576  nanometer  wavelength.  The 
initial  concentration  for  the  DODCI  saturable  absorber  was  set  at  the  point  where 

na%l  ~  1  (6.1) 

and  the  trials  were  varied  in  concentration  about  that  point.  The  laser  systems  char¬ 
acteristics  were  then  altered  to  optimize  laser  pulsewidth,  shape  and  power  output. 

The  best  performance  output  at  the  576  nanometer  wavelength  with  3  watts 
of  pump  laser  produced  a  real  pulsewidth  of  1.87  picoseconds  with  a  power  of  94 
milliwatts  and  is  shown  in  figure  6-2  on  page  69.  The  DODCI  saturable  absorber 
concentration  was  set  at  2.25  x  10-4  Molar.  Note  the  reduction  in  the  incoherent 
portion  of  the  pulse  due  to  the  DODCI  saturable  absorber  jet. 

We  were  not  able  to  totally  reduce  the  incoherent  background  noise  of  the  laser 
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Pulsewidth  (10.1  Picoseconds  Full  Scale) 


Figure  6-2:  Optimum  Performance  for  3.0  watt  pumped  Hybrid  Synchronously 
Pumped  Dye  Laser  with  DODCI  Saturable  Absorber  at  576  nanometers 

pulse  which  indicated  that  we  were  not  fully  passively  modelocking  the  laser  pulse 
in  the  laser  cavity  and  producing  the  best  possible  output  pulse.  We  then  investi¬ 
gated  several  possibile  explanations  why  the  laser’s  potential  to  produce  shortened 
pulsewidths  with  optimal  shapes  was  limited.  The  first  possibility  that  was  inves¬ 
tigated  was  that  we  were  over-saturating  the  saturable  absorber.  With  the  output 
coupler  having  a  transmission  coefficient  of  5%,  we  were  able  to  calculate  the  intra- 
cavity  intensity  of  the  lasing  cavity.  Knowing  the  focus  of  the  saturable  absorber  high 
reflector  mirror  (2.5  cm)  and  the  laser  beam  waist  on  this  mirror  (.05  cm  ±.01  cm), 
we  were  able  to  calculate  the  intensity  of  the  laser  at  the  saturable  absorber  jet.  The 
power  inside  the  cavity,  Pm,  is  equal  to 

ftn  =  (6.2) 

which  yields  a  Pjn  equal  to  1.88  watts.  The  is  related  to  the  peak  laser  power 
inside  the  laser  cavity  by 


(63) 


For  a  laser  repetion  rate  of  76  Mhz  and  Tpyj,'  before  the  saturable  absorber  effects 
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equal  to  2.21  picoseconds,  this  yields  a  P£ak  equal  to  1.11  x  104  W.  To  calculate  the 
peak  intensity,  7^afc,  we  must  find  the  laser  spot  size  on  the  dye  stream.  By  using 


=  A/ 

ituq 


(6.4) 


we  find  that  the  laser  spot  size  on  the  dye  jet  is  1.83  x  10-3  cm.  The  peak  intensity 
inside  the  laser  cavity  is  then 


which  yields  1.06  x  109  ^  or  in  cgs  units,  1.06  x  1016  ■  The  I,at 

can  be  found  by  using  equation  3.1 


(6.5) 
for  DODCI 


Itat  — 


huj 

WT~2 


(6.6) 


for  cr£  =  3.65  x  10~16  cm 2  from  the  figure  4-2  and  the  Ta  equal  to  300  picoseconds 
[Watanabe  et  all983],  this  yields  a  7,at  equal  to  2.51  x  10ia  which  is  much  less 

than  the  l£ak  =  1.05  x  1016  calculated  above.  This  indicated  that  we  were 

oversaturating  the  saturable  absorber  stream  and  not  achieving  optimum  passive 
mode-locking  of  the  laser  pulse  in  the  dye  laser  cavity.  We  evaluated  the  possibility 
was  that  the  absorption  curve  for  the  DODCI  saturable  absorber  shown  on  page  52 
was  shifted  due  to  the  ethylene  glycol  solvent.  Figure  4-2  represents  the  absorbance 
of  DODCI  as  a  function  of  wavelength  when  dissolved  in  ethanol.  Ethylene  glycol 
is  a  better  candidate  for  a  saturable  absorber  jet  because  it  has  a  higher  viscosity 
and  produces  a  more  stable  dye  stream.  This  same  higher  viscosity  also  produces 
a  red-shift  of  the  absorption  spectrum  as  the  dye  molecules  suspended  in  solution 
are  more  rigidly  fixed.  A  sample  of  DODCI  was  then  dissolved  in  first  ethanol  and 
then  ethylene  glycol  and  analyzed  through  the  use  of  ultra-violet  /  visible  absorbance 
spectrometer  to  determine  the  resulting  change  in  the  absorption  curve.  The  results 
are  depicted  in  figures  6-3  for  ethanol  and  figure  6-4  for  ethylene  gylcol. 

These  figures  depicts  the  absorbance  value  e  as  a  function  of  wavelength.  The 
absorbance  curves  clearly  show  that  the  peak  of  the  absorbance  curve  has  been  shifted 
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Figure  6-5:  Hybrid  Dye  Laser  Pulsewidth  as  a  Function  of  Pump  Laser  Power  at  576 
Nanometers 

to  the  red  wavelengths,  thus  decreasing  the  effective  cross-section  of  the  saturable 
absorber  from  3.65  x  01-16  cm 2  in  ethanol  to  2.1  x  10“16  cm2  in  ethylene  glycol  and 
lessening  its  effectiveness  in  pulse  shaping.  With  this  new  a*,  we  can  re-calculate  the 
actual  I,at  (using  the  same  procedures  as  before)  in  the  laser  cavity  to  be  4.36  x  IQ12 
Based  on  these  calculations,  we  decided  to  vary  the  pump  power  to  the  hybrid 
dye  laser  system  to  determine  the  optimum  pump  power.  Figure  6-5  on  page  72 
depicts  the  pulsewidth  (on  the  y  —  axis)  as  a  function  of  the  pump  laser  power  (on 
the  x  — axis)  for  the  DODCI  saturable  absorber  concentration  set  at  1.0  x  10~4  Molar. 

We  could  not  get  the  hybrid  dye  laser  system  to  effectively  lase  at  the  1.2  wattpump 
power,  so  trials  at  this  level  and  lower  were  discontinued. 

Based  on  these  results,  we  then  varied  the  DODCI  saturable  absorber  concentra¬ 
tion  with  various  laser  pump  powers  to  determine  the  effect  on  the  pulsewidth  and 
shape.  Figure  6-6  on  page  73  depicts  the  pulsewidth  (on  the  y  —  axis)  as  a  function 
of  the  DODCI  saturable  absorber  concentration  (on  the  x  —  axis)  for  1.8  watt  pump 
power  trial. 

DODCI  saturable  absorber  concentrations  below  .75  x  10-4  Molar  were  not  at- 
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Figure  6-6:  Hybrid  Dye  Laser  Pulsewidth  as  a  Function  of  DODCI  Saturable  Absorber 
Concentration  at  576  Nanometers 

tempted  based  on  the  inability  of  the  saturable  absorber  jet  to  eliminate  the  back¬ 
ground  noise  at  this  level.  DODCI  concentration  levels  above  2.0  x  10"4  Molar  were 
not  continued  at  the  lower  pumping  levels  as  the  output  power  of  the  laser  was  re¬ 
duced  in  excess  of  80  percent  with  no  noticable  decrease  in  pulsewidth  or  pulse  shape. 
We  were  still  not  able  to  totally  eliminate  the  incoherent  background  noise  surround¬ 
ing  the  coherence  peak.  The  optimum  performance  that  was  achieved  at  the  576 
nanometer  wavelength  is  shown  in  figure  6-7  on  page  74.  The  pump  laser  power  was 
set  at  1.5  watts  and  the  DODCI  saturable  concentration  was  set  1.75  x  10-4  Molar. 
The  resulting  is  calculted  to  be  7.13  x  1015  and  the  ratio,  ^7,  at  this 

level  was  1.6  x  103. 

This  system  produced  a  read  time  pulsewidth  of  1.16  picoseconds  and  average 
output  power  of  63  milliwatts.  We  were  able  to  significantly  reduce  the  incoherent 
background  noise  around  the  coherence  peak,  but  were  not  able  to  eliminate  it  totally. 
This  indicates  that  we  were  close  to  achieving  optimal  passive  modelocking  of  the  laser 
pulse  in  the  laser  cavity  as  indicated  by  the  large  ratio  caused  by  the  combination 
of  the  absorption  cross  section  and  dephasing  time  of  DODCI  at  the  576  nanometer 
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Pulsewidth  (10.1  Picoseconds  Full  Scale) 


Figure  6-7:  Optimum  Hybrid  Dye  Laser  Pulse  at  576  Nanometers 
wavelength. 

The  reason  that  we  were  not  able  to  achieve  a  pulsewidth  less  than  one  picosecond 
turned  out  to  be  the  group  velocity  dispersion  (GVD)  of  the  laser  pulse.  In  picosec¬ 
ond  and  nanosecond  regime  laser  pulses,  the  GVD  does  not  effect  the  pulsewidth  of 
the  laser.  As  we  approach  the  femtosecond  regime,  the  sign  of  the  GVD  plays  an 
important  role  in  the  pulse  width  and  becomes  the  limiting  factor  as  to  how  short  of 
a  pulse  can  be  produced.  A  negative  GVD  is  required  to  produce  ultra-short  lasers 
pulses  in  the  femtosecond  regime  [Fork  et  all 983].  In  a  laser  system  with  a  positive 
GVD,  the  non-linear  refractive  mediums  will  broaden  the  pulse  as  the  pulse  tranverses 
the  laser  cavity.  The  second  harmonic  generation  of  the  532  nanometer  wavelength 
pump  pulse  from  LbO  crystal  of  the  Nd:YAG  pump  laser  induces  a  positive  GVD  in 
the  pump  pulse  [Shapirol968].  Since  the  hybrid  synchronous  pumped  dye  laser  uses 
this  positive  GVD  pump  pulse  to  create  the  dye  pulse  and  the  hybrid  dye  laser  does 
not  have  a  mechanism  ;o  compensate  for  or  correct  the  GVD,  the  resulting  dye  pulse 
will  also  have  a  positive  GVD.  In  the  hybrid  synchronous  pumped  dye  laser  cavity, 
the  birefringent  filter  and  the  lasing  and  saturable  absorber  jet  streams  all  function  as 
non-linear  refractive  mediums  and  serve  to  further  accentuate  the  broadening  of  the 
dye  pulse  and  serve  as  a  limiting  factor  to  how  short  of  a  dye  pulse  can  be  produced. 
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To  test  this  theory,  we  replaced  the  existing  medium  thickness  birefringent  filter 
of  the  hybrid  dye  laser  with  thinner  birefringent  filter  with  a  thickness  of  600  fim. 
By  decreasing  the  pus  length  through  the  non-linear  refractive  medium  that  the 
laser  pulse  must  transverse,  we  can  reduce  the  amount  of  broadening  caused  by  this 
effect.  Initial  triads  with  the  thin  BFR  proved  that  this  theory  was  correct.  Another 
option  to  reduce  the  non-linear  path  length  is  to  reduce  the  thickness  of  the  dye  and 
saturable  absorber  dye  jets  by  "squeezing”  the  jet  outlet  to  reduce  the  jet  aperature 
size.  Extreme  care  must  be  taken  to  ensure  that  the  aperature  shape  is  not  deformed 
as  this  will  adversely  effect  lasing  operation.  Since  we  now  knew  that  the  positive 
GVD  of  the  dye  laser  would  serve  as  a  limiting  factor  to  the  pulsewidth,  we  decided 
to  discontinue  further  trials  at  576  nanometers  and  continue  the  experiment  at  the 
556  nanometer  wavelength. 


75 


Chapter  7 


Experimental  Results  at  556 
nanometer  Wavelength 


The  second  portion  of  the  experiment  involved  using  the  hybrid  synchronously  pumped 
dye  laser  at  the  556  nanometer  wavelength  required  for  the  phase-interrupting  col¬ 
lision  experiment.  The  concentration  of  Rhodamine  6G  dye  in  ethylene  glycol  was 
reduced  to  2.5  x  104  Molar  to  achieve  optimum  performance  at  this  wavelength.  Since 
this  556  nanometer  wavelength  is  at  the  edge  of  the  Rhodamine  6G  lasing  dye  curve, 
the  standard  Rhodamine  6G  optics  for  the  dye  laser  could  not  be  used  as  the  optics 
were  not  coated  for  reflection  at  peak  efficiency  at  this  wavelength.  Instead,  the  ap¬ 
propriate  high  reflector  mirrors  in  the  laser  cavity  were  replaced  with  Coumarin  optics 
which  are  coated  for  peak  reflection  in  this  wavelength  region.  The  initial  results  for 
the  standard  synchronous  pumped  dye  laser  without  the  saturable  absorber  produced 
an  auto- correlated  pulsewidth  of  3.6  picoseconds  with  an  average  power  of  160  milli¬ 
watts.  We  discovered  the  presence  of  the  broad  incoherent  background  surrounding 
the  coherence  spike  of  the  pulse  indicating  that  we  were  not  properly  passively  mode¬ 
locking  the  dye  laser.  We  then  attempted  to  correct  this  behavior  through  the  use  of 
the  separate  saturable  absorber  jet  using  DMETCI  as  the  saturable  absorber  in  the 
same  manner  as  we  did  for  DODCI  at  the  576  nanometer  wavelength.  The  DMETCI 
saturable  absorber  was  tried  at  various  concentrations  starting  at  the  point  na%l  ~  1 
with  various  pump  laser  powers  to  produce  optimal  pulse  shapes,  pulse  widths  and 
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Figure  7-1:  DMETCI  Absorbance  in  Ethanol 

output  powers.  The  results  are  shown  on  the  following  pages. 

First  we  tested  the  aborbance  of  DMETCI  in  ethylene  glycol  to  determine  how 
much  red-shift  was  induced  in  the  saturable  absorber  due  to  the  different  solvent.  The 
absorbance  chart  on  page  54  was  based  on  DMSO  as  the  saturable  absorber  solvent 
which  is  much  less  viscous  than  ethanol  and  ethylene  glycol.  The  DMETCI  saturable 
absorber  dye  absorbance  in  ethanol  and  ethylene  glycol  was  tested  since  DMSO  was 
not  readily  available  using  the  ultra-violet  /  visible  absorbance  spectrometer  to  de¬ 
termine  the  amount  of  red-shift  caused  by  the  use  of  ethylene  glycol  in  the  saturable 
absorber  dye  jet.  The  results  are  shown  in  figure  7-1  for  ethanol  and  figure  7-2  for 
ethylene  glycol  on  page  77. 

The  absorbance  of  DMETCI  is  shifted  less  than  DODCI  when  ethylene  glycol  was 
used  as  the  solvent,  but  the  relative  absorbance  at  the  556  nanometer  wavelength  is 
not  affected  adversely.  The  resulting  cross  sections  for  DMETCI  have  been  shifted 
from  1.54  x  10-16  cm2  in  DMSO  to  1.58  x  10-16  cm2  in  ethanol  to  1.60  x  10~16  cm2 
in  ethylene  glycol. 

The  results  of  the  trials  with  DMETCI  as  the  saturable  absorber  in  the  hybrid 
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Figure  7-2:  DMETCI  Absorbance  in  Ethylene  Glycol 

synchronously  pumped  dye  laser  system  is  shown  in  the  following  figures. 

Figure  7-3  on  page  79  depicts  the  hybrid  dye  laser  pulse  width  on  the  y  —  axis  as  a 
function  of  the  pump  laser  power  on  the  x  -  axis.  The  DMETCI  saturable  absorber 
concentration  was  set  at  1.5  x  10~4  Molar. 

Again,  the  trials  were  stopped  at  1.5  watts  of  pump  laser  power  as  we  could  not  get 
the  dye  laser  to  effectively  lase  at  this  pumping  level.  Figure  7-4  on  page  79  depicts 
the  pulsewidth  as  a  function  of  the  DMETCI  saturable  absorber  concentration  for 
the  optimum  pumping  power  with  the  z  —  axis  now  representing  the  laser  output 
power.  The  pump  laser  power  was  set  at  2.4  watts. 

The  limits  on  the  saturable  absorber  concentrations  were  set  in  the  same  manner 
and  under  the  same  strictures  as  we  did  for  the  trials  at  the  576  nanometer  wavelength. 
We  also  studied  the  pulsewidth  and  pulse  shape  as  a  function  of  the  detuning  of  the 
laser  cavity  length  as  shown  in  figure  7-5  on  page  80.  The  y  —  axis  represents  the 
pulsewidth  in  units  of  picoseconds  while  the  z  —  axis  represents  the  cavity  detuning 
in  micrometers.  The  point  z  =  0  represents  the  cavity  detuning  for  the  peak  pulse 
amplitude  and  optimum  pulse  shape.  The  real-time  pulse  width  at  z  =  0  is  1.01 
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Figure  7-3:  Hybrid  Dye  Laser  Pulsewidth  as  a  Function  of  Pumping  Power  with 
DMETCI  Saturable  Absorber  at  556  nanometers 


0.50  0.75  1.00  1.25  1.50  1.75 

Saturable  Absorber  Concentration  (xlO-4  M) 

Figure  7-4:  Hybrid  Dye  Laser  Pulsewidth  as  a  Function  of  DMETCI  Saturable  Ab¬ 
sorber  Concentration  at  556  nanometers 
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Figure  7-5:  Hybrid  Dye  Laser  Pulsewidth  as  a  Function  of  Cavity  Detuning  at  556 
nanometers 

±10%  picoseconds  with  the  point  with  1  /im  of  detuning  produced  a  pulsewidth  of 
861  femtoseconds. 

The  optimal  performance  for  DMETCI  as  the  saturable  absorber  in  the  hybrid 
synchronously  pumped  dye  laser  is  depicted  in  figure  7-6  on  page  81.  The  saturable 
absorber  dye  concentration  was  set  at  1.5  x  10-4  Molar  while  the  NdrYAG  pump 
power  was  set  as  2.4  Watts.  The  autocorrelated  pulsewidth  is  1.35  picoseconds  and 
the  average  power  is  31  milliwatts.  The  resulting  real  time  pulsewidth  was  823  fem¬ 
toseconds. 

We  were  able  to  totally  eliminate  the  incoherent  background  noise  and  achieve  a 
coherence  peak  that  approached  the  theoretical  hyperbolic  secant 2  pulse  shape.  This 
indicated  that  we  were  properly  passively  mode-locking  laser  in  accordance  with  the 
theory  developed  in  Chapter  3. 
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Figure  7-6:  Optimum  Rhodamine  6G  Hybrid  Dye  Laser  Pulse  with  DMETCI  Sat¬ 
urable  Absorber  at  556  nanometers 
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Chapter  8 

Analysis  and  Recommendations 


In  general,  the  experimental  results  are  in  general  agreement  with  the  theory  and 
expected  final  output.  We  did  achieve  a  sub-picosecond  laser  pulse  with  an  in: 
creased  power  level  over  previous  efforts  that  should  prove  to  be  effective  in  the 
phase-interrupting  collision  experiment. 


8.1  Analysis 

The  experimental  results  are  in  general  agreement  with  the  theory.  Figure  7-5  showi, 
excellent  agreement  with  the  theory  as  the  cavity  mismatch  parameter,  A,  must  be 
less  than  5  fim  to  achieve  stable  pulse  shapes  for  the  hybrid  synchronous  pumped 
laser.  The  tail  of  the  detuning  curve  in  this  figure  shows  a  decrease  in  the  pulsewidth 
at  detuning  lengths  beyond  4  (im.  This  is  due  to  the  development  of  the  coherence 
peak  from  the  ’’shoulders”  of  the  pulse  and  shows  a  departure  from  the  theoretical 
hyperbolic  secant 2  pulse  shape.  The  optimal  hyperbolic  secant 2  pulse  shape  could 
only  be  maintained  for  cavity  detunings  less  than  2  /im.  The  shoulder  of  the  pulse 
started  to  develop  at  the  cavity  detuning  length  of  3  /im  and  continued  to  develop  until 
the  cavity  detuning  length  was  9  /im  and  the  coherence  peak  disappeared.  Figure  7-6 
shows  the  optimal  pulse  shape  and  width  for  the  556  nanometer  wavelength.  We  were 
able  to  totally  eliminate  the  incoherent  background  noise  and  produce  a  pulse  shape 
that  approximates  the  theoretical  hyperbolic  secant2  shape  detailed  in  Chapter  3. 


82 


Experimental  trials  have  shown  that  the  best  performance  of  the  hybrid  synchronous 
pumped  laser  output  was  at  556  nanometer  wavelength  and  the  output  power  was 
31  milliwatts.  Assuming  this  point  to  be  the  optimum  ratio  of  cavity  intensity  to 
saturation  intensity  of  the  DMETCI  saturable  absorber  jet,  this  figure  can  be  used 
to  develop  an  estimate  of  the  dephasing  time,  Tj  for  DMETCI.  The  power  inside  the 
cavity  is  therefore  Pm  =  TranmLtim  •  The  transmission  of  the  output  coupler  is  given 
at  5  percent  by  factory  specification  which  gives  a  Pin  equal  to  620  mW.  The  P^ak 
equals  the  Ptn  divided  by  the  duration  of  the  puls  j  before  the  saturable  absorber 
effects,  Tpui^  =  3.625  ps,  divided  by  the  number  of  pulses  per  second,  76  Mhz.  This 
yields  a  P£ak  =  2.25  x  103  W. 

The  spot  size  on  the  high  reflector  mirror  from  the  Coherent  specifications  is  2u>o  = 
.05  .01  cm.  The  focus,  /,  of  the  high  reflector  mirror  is  2.5  cm.  The  beam  waist 

on  the  saturable  absorber  jet  is  given  by 


TTU/o 


(8.1) 


which  yields  a  beam  waist,  u,  equal  to  1.77  x  10~3  cm.  The  peak  intensity,  F£ak, 
inside  the  saturable  absorber  jet  then  becomes 


rpea* 

**»n 


(8.2) 


or  =  2.29  x  108  or  2.29  x  10‘“  eT3  3 .  We  now  need  to  calculate  the  cr'i 

m  cm3  i— cm2  A 

for  DMETCI  from  the  absorbance  chart  for  ethylene  glycol.  Using  the  figures  for  the 
appropriate  dye  concentration,  the  path  length  through  the  dye  jet,  and  the  e  value 
from  figure  7-2  yields  a  =  1.6  x  10-16  cm2.  The  ratio,  =  1.6  x  103  in  Chapter 
7  for  the  576  nanometer  wavelength  produced  a  pulse  that  consisted  of  a  coherence 
peak  above  the  low  incoherent  background  noise.  If  we  assume  a  ratio  of  one  half 
of  theis  value  (on  the  order  of  .8  x  103)  for  the  556  nanometer  wavelength  sample 
since  we  eliminated  the  background,  we  can  approximate  the  I,at  for  DMETCI  as 
2.86  x  1012  jZm*-  This  means  ti*—  the  T2  for  DMETCI  from  equation  3.1  is  then 


83 


he 


(8.3) 


2  ^MT* 

This  gives  an  estimated  value  of  for  T2  equal  to  621  picoseconds  as  compared 
to  the  previously  estimated  value  of  250  picoseconds.  Some  factors  leading  to  this 
discrepancy  include  the  variation  in  spot  size  measurement  for  the  calculation  of  the 
incident  intensity,  an  incorrect  assumption  of  the  relationship  between  If^ak  and  I,at 
for  proper  passive  modelocking  and  the  variation  in  power  output  from  the  dye  laser 
resulting  from  the  pump  laser  variation  or  improper  internal  alignment  of  the  hybrid 
dye  laser  optics. 

The  primary  reason  that  we  did  not  achieve  more  favorable  results  in  creating 
shorter  pulsewidths  is  that  we  were  limited  in  the  pulse  width  generation  by  the  pos¬ 
itive  group  velocity  dispersion  of  the  laser  system.  Non-linear  refractive  mediums 
in  the  laser  cavity  such  as  the  saturable  absorber  and  laser  dye  jets  and  the  quartz 
crystal  used  in  the  birefringent  filter  for  laser  frequency  tuning  tend  to  exacerbate 
the  positive  GVD  of  the  laser  by  increasing  the  pulse  width  in  frequency  as  it  trans- 
verses  the  non-linear  medium.  Theoretical  and  experimental  evidence  has  shown  the 
requirement  for  a  negative  GVD  in  ultra-short  pulse  generation  [R.L.  Fork  et  all983] . 
The  current  laser  system  does  not  have  the  capability  to  compensate  for  the  positive 
GVD  to  decrease  the  GVD  and  resulting  pulsewidth. 

Another  reason  that  this  experiment  did  not  reach  the  theoretical  limits  of  the 
hybrid  synchronously  pumped  laser  is  that  we  were  not  able  to  effectively  maintain 
the  cavity  tuning  factor,  A,  the  difference  of  the  cavity  length  of  the  dye  laser  from 
the  cavity  length  of  the  pump  laser.  The  theory  section  of  this  thesis  demonstrates 
that  optimum  mode-locking  and  power  output  occurs  when  the  cavity  mis-match  is 
within  5  micrometers.  Equation  3.26  shows  the  direct  relation  between  the  cavity 
mismatch  A  and  the  achievable  full- width  half  maximum  pulsewidth  as  tp  = 
Fluctuations  in  the  dye  jet  thickness  for  the  lasing  dye  medium  and  saturable  absorber 
caused  by  possible  contaminants  in  the  dyes  and  solvents  and  fluctuations  in  the 
pumping  pressure  all  contribute  to  the  random  variation  in  the  cavity  mismatch  A 
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above  and  beyond  the  simple  geometrical  variation  in  cavity  length.  This  factor  is 
beyond  the  capability  of  outside  control. 

Stability  of  the  pump  laser  output  also  contributed  to  the  limitations  of  experi¬ 
mental  results.  Although  we  were  able  to  maintain  laser  output  power  fluctuations  to 
under  5  percent,  this  random  fluctuation  still  contributed  to  the  variations  in  pulse 
shape.  Chapter  3  clearly  points  out  the  relationship  between  the  pump  laser  pulse 
and  the  resulting  dye  laser  pulse.  The  majority  of  the  calculations  for  the  steady 
state  laser  gain  equations  and  dye  laser  pulse  shape  assume  a  slowly  varying  gain  and 
pump  pulse  over  the  duration  of  the  dye  pulse  formation  and  development.  Larger 
variations  in  the  pump  power  and  gain  medium  limit  the  validity  of  the  assumptions 
used  in  deriving  these  equations  . 

Other  factors  contributing  to  the  limits  were  the  availability  and  use  of  the  proper 
laser  optics  for  the  various  mirror  assemblies  in  the  laser  cavity.  Where  possible,  we 
tried  to  use  optics  that  were  coated  and  designed  for  the  laser  and  wavelength  that 
we  were  operating  at.  This  was  not  possible  in  all  cases,  especially  in  the  case  of  the 
556  nanometer  wavelength  since  the  required  optics  were  not  commercially  available 
for  this  laser  arrangement  at  this  wavelength. 

8.2  Recommendations 

Based  on  the  results  of  this  experiment,  this  laser  system  should  use  the  Hybrid 
synchronously  pumped  laser  system  with  Rhodamine  6G  as  the  lasing  dye  at  2.49  x 
10-4  Molar  Concentration  with  DMETCI  as  the  saturable  absorber  at  1.5  x  10-4  Molar 
concentration.  The  dye  laser  system  should  be  pumped  with  the  Nd:YAG  output  of 
2.4  Watts.  This  hybrid  laser  system  produced  as  optimal  shaped  pulsewidth  of  823 
femtoseconds  with  an  output  power  of  31  milliwatts.  The  satellite  pulses  and  broad 
incoherent  background  from  the  laser  pulse  output  of  the  original  laser  system  have 
been  eliminated,  resulting  in  a  clear  hyperbolic  secant 2  pulse  shape.  These  fined  laser 
parameters  should  allow  sufficient  resolution  of  the  details  of  the  phase-interrupting 
collision  experiment  to  be  discerned. 
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ADJUSTABLE 
SPATIAL  FILTER 


Figure  8-1:  Hybrid  Synchronous  Pumped  Dye  Laser  with  GVD  Compensation 
[Nakazawa  et  all987] 

An  option  to  further  decrease  the  pulsewidth  of  the  existing  system  is  the  addition 
of  a  four  prism  system  to  compensate  for  the  positive  group  velocity  dispersion  of 
the  laser  pulse.  This  system  was  developed  by  R.L  Fork  [R.L  Fork  et  all983]  to 
compensate  for  positive  GVD  without  changing  the  laser  beam  path  and  further 
refined  for  the  Rhodamine  6G  dye  by  M.  Nakazawa  [Nakazawa  et  all987]  This  method 
uses  four  prisms  sets  at  Brewster’s  angle  to  minimize  losses  and  can  decrease  the 
pulsewidth  without  further  decrementing  the  output  power.  The  apparatus  is  set  up 
as  in  integral  part  of  the  laser  cavity  and  is  depicted  in  figure  8-1. 

The  amount  of  GVD  compensation  is  controlled  by  the  translation  of  the  fourth 
prism  in  the  laser  beam  path.  As  the  path  length  through  the  quartz  prism  increases, 
the  GVD  of  the  laser  cavity  decreases.  The  four  prism  GVD  compensation  system 
will  require  the  purchase  of  four  prisms  coated  with  an  anti-reflective  coating  peaked 
near  556  nanometers  with  each  prism  mounted  separately  on  a  360  degree  rotational 
stage  and  each  rotational  stage  mounted  on  an  XYZ  translation  stage.  The  position¬ 
ing  of  the  hybrid  dye  laser  components  will  have  to  be  altered  to  include  the  four 
prism  system  within  the  cavity  length  of  the  laser.  If  the  hybrid  laser  system  with 
GVD  compensation  still  cannot  produce  a  sufficiently  short  pulse  with  adequate  out- 
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put  power  for  the  phase-interrupting  collision  experiment,  an  alternative  option  for 
optimum  performance  and  power  at  the  556  nanometer  wavelength  is  the  purchase 
of  a  third  harmonic  generator  for  the  Antares  76-S  Nd:YAG  laser  that  will  enable 
the  use  of  Rhodamine  110  laser  dye  in  the  hybrid  synchronously  pumped  laser  at  556 
nanometer  wavelength.  This  dye  has  a  peak  fluorescence  of  562  nanometers  when 
pumped  with  the  third  harmonic  NdtYAG  laser.  This  combination  should  produce 
maximum  power  output  and  pulse  shape  for  the  experiment  as  we  will  be  operating 
in  the  maximum  efficient  region  of  the  laser  dye.  If  a  sufficiently  short  pulsewidth  is 
still  not  achieved  by  the  hybrid  synchronously  pumped  dye  laser,  this  third  harmonic 
generator  with  Rhodamine  110  system  produces  enough  power  to  allow  for  the  use 
of  the  external  pulse  compression  apparatus  and  still  achieve  sufficient  power  at  the 
sample  cell  to  produce  viable  results  for  the  phase-interrupting  collision  experiment. 
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Appendix  A 


Hybrid  Synchronous  Pumped  Dye 
Laser  Gain  Equation 


A.l  General  Laser  Gain  Equation 

In  this  appendix,  the  complete  laser  gain  equation  for  the  hybrid  synchronous  pumped 
dye  laser  is  outlined  from  the  initial  pass  of  the  pump  pulse  through  the  lasing  dye 
jet  through  the  requirement  for  the  inclusion  of  the  spontaneous  emission  effects  into 
the  steady  state  gain  equation.  On  the  first  pass  through  the  dye  jet,  the  dye  pulse, 
/(r),  experiences  a  gain 


h(T)  =  G\(t)I(t)  (A.l) 

and  satisfies  the  gain  equation 

+  aG,(/(T)(G,  -  1)  - /,(r)]  =  0  (A. 2) 

where  Iv(t )  corresponds  to  the  pump  pulse.  The  dye  pulse  then  transverses  the 
cavity,  strikes  the  end  mirror  and  returns  through  the  dye  jet  again  where  it  experi¬ 
ences  the  gain 


Hr)  =  Gj(t)/,(t)  =  G,(t)G,{t)/(t)  (A. 3) 
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The  pump  pulse  is  assumed  to  have  exited  the  dye  jet  by  the  time  the  dye  pulse 
returns  to  the  dye  jet  for  and  the  gain  equation  for  the  second  passage  through  the 
dye  jet  becomes 


~  +  trG,/,(r)(G2  -  1)  =  0  (A. 4) 

Defining 

G(t)  =  Gi(t)Gi(t)  (A. 5) 

and  taking  the  derivative  with  respect  to  r,  we  can  combine  the  two  gain  equations 
for  the  two  passes  into  the  general  form  gain  equation 

^  +  cG[/(t)(G-1)-/1,(t)]  =  0.  (A.6) 

A. 2  Initial  Dye  Pulse  Gain  Equation 

Defining  r0  as  the  time  the  dye  pulse  is  generated  from  the  pump  laser  pulse  striking 
the  dye  jet,  the  dye  pulse  in  the  laser  cavity  can  be  essentially  neglected  for  r  <  r0 
and  the  round  trip  total  gain  takes  the  form 

G(r )  =  G2(t0)Gi(t)  (A. 7) 

and  describes  the  rise  of  the  gain  from  the  ground  state  absorption  level  caused 
by  the  pump  pulse.  We  define  the  ground  state  absorption  level,  G0,  as 

G0  =  (A. 8) 

where  <7„  is  the  absorption  cross-section  of  the  lasing  dye  at  dye  laser  wavelength 

A,  nr  is  the  number  of  iasing  dye  molecules  per  cubic  centimeter  in  the  dye  stream, 
and  d  is  the  distance  through  the  dye  jet  that  the  pump  pulse  transverses.  Under 
this  definition,  G\{t)  is  the  solution  of  equation  A. 7  with  initial  conditions,  7  =  0 
and  G  =  G0  and  has  the  form 
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Gi(t)  —  G0e‘,^-« 

(A.9) 

Defining 

EP(r)  =  /  /,(<)* 

—  OO 

(A.10) 

and 

*,(t)  =  eaEp^ 

(A. 11) 

this  can  be 

more  simply  written  as 

G.(t)  =  G'XP(  t) 


(A. 12) 


For  r0  <  r,  the  total  gain,  G(to)  is  equal  to  the  product  of  the  round  trip  gains 
G i(r)  from  equation  A. 12  and  G2(r0)  where  G2(r 0)  is  equal  to  [Yasal983] 


(A.  13) 


where 


7  =  e  T"*/Tj  (A.  14) 

where  Tm  is  the  round  trip  travel  time  from  the  dye  jet  to  the  output  mirror,  and 
T2  is  the  fluorescence  lifetime  of  the  lasing  dye  and 

X  =  e*E(r=oo)  (A.15) 

Xv  =  e'^(T=~)  (A.  16) 

and 

JB(r)  =  [T  I(t)dt  (A.  17) 

J -OO 

The  arguments,  equations  A. 14,  A.15,  A. 16,  and  A. 17  of  equation  A. 13,  account 
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for  the  minimal  fluorescence  remaining  in  the  laser  dye  molecules  from  the  initial  gain 
passage,  Gi(t),  of  the  pulse  at  r0  as  it  initially  transited  the  lasing  dye  jet. 


A. 3  Spontaneous  Emission  Effects 

For  times  after  r0,  the  pump  pulse  can  essentially  be  neglected  in  the  dye  pulse 
region  because  the  intensity  of  the  pump  pulse  becomes  much  less  them  the  dye  pulse 
intensity  ( Ip  <C  I).  Ip  can  essentially  be  neglected  in  terms  of  the  dye  pulse,  and  the 
solution  to  equation  A. 2  becomes 


G{r b)X(r) 

1  +  G(r0)(*(r)  -  1) 


(A-18) 


A  dye  laser  pulse  starting  with  an  intensity,  /(t),  will  experience  a  gain,  G(r)‘, 
and  a  linear  cavity  loss,  Ri,  and  produce  a  final  output  intensity,  If,  after  one  full 
trip  of 


I,(r)  =  AG(  t)/(t) 


(A.19) 


For  differing  pump  laser  cavity  lengths  and  dye  laser  cavity  lengths,  there  will  be 
a  mismatch  parameter, 


L  -  Lr, 

A  =  p  (A. 20) 

where  L  is  the  dye  laser  cavity  length  and  Lp  is  the  pump  laser  cavity  length, 
causing  the  pump  and  dye  pulses  to  arrive  at  differing  times  at  the  lasing  dye  jet. 
Equation  A. 19  then  becomes 


7/(r  +  A)  =  RiG(t)I[t)  (A. 21) 

It  turns  out  that  the  spontaneous  emission  effects  of  the  laser  dye  medium  cannot 
be  neglected  in  the  steady  state  condition.  Without  spontaneous  emission,  equation 
A. 21  is  a  solution  for  equation  A. 2  over  a  single  round  trip.  As  the  number  of  round 
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trips  increases,  a  stabilized  dye  pulse  cannot  be  sustained  in  the  cavity  for  a  given  A 
since  the  forward  edge  of  the  pulse  will  always  experience  greater  cavity  losses  in  the 
region  for  A  >  0  that  will  inhibit  a  steady  state  condition  [Herrmannl982].  Therefore, 
the  evolution  of  the  pulse  must  take  spontaneous  emission  effects  into  consideration 
in  the  rate  equations.  In  section  A. 2  where  r  <  t0)  the  dye  pulse  has  minimal  effect  on 
the  excited  state  population  of  the  laser  dye  molecules  in  the  dye  stream.  Neglecting 
ground  state  dye  absorption  from  the  returning  dye  pulse,  the  interaction  within  the 
dye  stream  is  governed  by  the  following  set  of  equations 


(A. 22) 

& 

1SW 

+  ~  aPn 0-*P 

(A. 23) 

dna 

—  -  -nooplp 

(A. 24) 

n0  +  nj  =  nr 

(A. 25) 

where  I,v  is  the  intensity  of  the  spontaneous  emission  into  a  solid  angle  subtended 
by  the  dye  beam  [Yasal983j.  When  the  dye  pulse  exits  the  dye  jet,  its  intensity,  /(r), 
will  satisfy  the  one  pass  gain  equation  A.l  . 

/( r)  +  1„  =  [/o(r)  +  /„]Go(t)  (A- 26) 

where  /0(r)  is  the  initial  gain  intensity  at  the  face  of  the  dye  jet  and 

G0(t)  s  e'fT—1,(t),U  (A. 27) 

For  two  passages  of  the  dye  jet  on  the  first  round  trip  by  the  dye  pulse,  the  final 
pulse  output  of  the  first  pass  is  used  as  the  input  pulse  of  the  second  pass  and  there 
is  no  Ip  for  the  second  pass  (an  initial  assumption  in  section  3.2.1),  the  final  pulse  of 
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the  full  round  trip  becomes 


/i(r)  =  RiG(t)I0(t  -  A)  +  I$j>[G(t)  -  1] 


The  second  round  trip  produces 


(A. 28) 


/2(r)  =  R*G(t)G(t  -  A)/0(r  -  2A)  +  7 v[iZ,G(r)C7(r  -  A)  +  G(r)(l -/2|)-1]  (A.29) 


for  n  round  trips,  the  resultant  Jn(i)  is 


In(t)  =  Rn IG(t)G[t  -  A )...G(t  -  (n  -  l)A)/0(r  -  nA)  +  J*(r)  (A.30) 

where  7*p(r)  is  [Yasal983] 

Ci  =  7fp[/?G(r)G(r  -  A) . . .  G(t  -  nA)  +  7ZJ*-1  (A.31) 

*(1  -  Ri)G(r  )G(r  -  A) . . .  G(r  -  (n  -  1)A) 

+  . . .  +  72f G(r  -  pA) . . .  G(r  -  A)G(r)(l  -  Tfc)  +  . . . 

-f R,G(t  -  A)G(r)(l  -  Ri )  -  1] 

For  a  large  number  n  round  trips,  the  magnitude  of  the  first  term  of  7n(r)  es¬ 
sentially  vanishes  with  respect  to  the  other  terms  and  7„(r)  approaches  If*.  This 
demonstrates  that  the  pump  pulse  dies  out  after  several  passes  through  the  dye  laser 
cavity,  and  the  dye  laser  pulse  intensity  depends  on  the  spontaneous  emission  effects. 
7£i  and  7*p  can  be  reduced  to 


7£  1(r)  =  I„[R?G(t)G(t  -  nA)  +  (1  -  TW^r) . . .  G(r  -  (n  +  1)A)]  +  Oterms 

(A. 32) 
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I?(t)  =  I„[R?G(t)G(t  -A)...  G(r(n  -  1)A)]  +  Oterms  (A.33) 


Expressing  I^+i  in  terms  of  7£p  gives 


i(r)  =  I,pR?G(t)G(t  —  A) . . .  G(t  -  (n  +  l)A)[G(r  -  nA)  -  1]  +  I?{t)  (A.34) 

For  r  <C  nA,  the  first  term  in  I^+i  goes  to  zero  and  we  get  the  resultant 

Ci  =  IT  (A. 35) 

This  implies  that  for  a  sufficient  number  of  trips  through  the  dye  laser  cavity  that 
the  evolved  laser  intensity  will  reach  a  steady  state  condition  with  a  conserved  pulse 
shape.  Equation  A. 28  becomes 

J(t)  =  RiG(t)I(t  -  A)  +  IJGir)  -  1]  (A. 36) 

In  this  equation,  the  G(t)  is  considered  independent  of  the  dye  laser  intensity  in 
the  region  r  <  To.  In  equation  A. 31  ,  RiG(t  <  0)  =  1  and  I{t  )  =  Ur).  In  the 
region  defined  by  r  >  r0,  7(r)  increases  with  r  and  affects  G( t).  Equation  A. 31  then 
converges  to  a  value  7(0)  >  u  demonstrating  that  the  spontaneous  emission-evolved 
dye  laser  intensity  builds  up  in  an  ultra-short  time  period.  Over  a  sufficient  number 
of  round  trips  through  the  cavity  for  r  >  0,  the  steady  state  conserved  pulse  shape 
is  achieved  and  the  spontaneous  emission  effects  for  the  round  trip  can  be  neglected 
[Yasal983].  The  spontaneous  emission  effects  essentially  shift  the  dye  pulse  forward 
to  offset  the  increased  retardation  due  to  the  cavity  mismatch,  A.  As  A  increases, 
the  stability  of  the  conserved  pulse  shape  dramatically  decreases  and  the  resulting 
pulsewidth  dramitically  increases. 
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Appendix  B 

Data  Analysis  Programs 


The  following  programs,  ’’Autoco.c”  and  "Analize.it”  were  written  by  Kyunwon  An 
and  were  used  to  analyze  the  data  taken  during  the  experiment. 

’’Analize.it”  takes  the  autocorrelated  pul3e  data  from  "Autoco.c”,  normalizes  the 
data  for  the  solenoid  travel  range  and  produces  the  output  seen  in  this  thesis  for  the 
pulse  shapes. 


analize.it  Fri  May  31  01:04:51  1991 

I!  /usr/bln/csh 

•  $l-asyst  file 

•  S2-prlnc  flag,  '-p' 

•  first  extract  envelop  data 
xanalysls  -r«  SI 

•  remove  tmpflle  If  exists 
rm  -f  tmpflle 

I  put  together  envelops  Into  a  single  file 
echo  'putting  together  envelop  data  as  tmpflle' 
column  -mil  <Sl.lowl  >tmpflle 
column  -mil  -01256  <Sl.upl  >>tmpflle 
column  -mil  -01512  <Sl.low2  >>tmpfile 
column  -mil  -01766  <Sl.up2  »tmpfile 

•  output 

echo  'rescaling  tmpflle  and  saving  it  as'  61. scaled 
I  remove  $1. scaled  If  exists 
rm  -f  $1. scaled 

autoco  ccmpflle  I  column  -mOll  >  61. scaled 
If  (52  *■  '-p'l  then 

echo  'generating  a  postscript  Image  on  printer' 

xyplot  SI. scaled  -yl-2048  -y20  xl-0.5  -x20.5  -xu0.5  -xt5  -Lautoco.  label  -sm  -p  -sf  I Ipr 

-h 
lpq 

else 

xyplot  SI. sealed  -yl-2068  -y20  -xl-0.5  -x20.5  -xuO.5  -xtS  -Lautoco. label  -sm  -sf 
end  if 

I  clean  up 

rm  Sl.upl  Sl.lowl  Sl.up2  Sl.low2 
rm  tmpflle 


95 


’’Autoco.c”  compensates  for  the  motion  of  the  solenoid  and  produces  the  autocor- 
related  pulse  envelop. 


autoco.c 


Fri  May  31  13:34:35  1991 


•Include 
•include 
•define  PI 
•define  max_n_local 
•define  label_flle 
•define  aux  file 


<stdlo.h> 

<math.h> 

3 . 14159265 
20 

"autoco.  label* 
"autoco. aux* 


double  tl2,  T; 


double  displacement (t) 
double  t; 

( 

return  0.5*cos((t-  tl2) /_T*2.*PI)  ; 
I 


main  ( ) 

( 

double  t (10241 ,  s { 1024 1 ,  s_local (max_n_local I ; 
struct  triplet  I 

lnt  begin,  canter,  end; 

I; 

struct  triplet  Index Imax_n_local ) ; 

FILE  ‘stream; 

lnt  1,  j,  n,  was_lnslde,  jjatn,  l_start,  l_stop,  lmax,  ijaln; 
double  s_mln,  smax,  s_trigger,  dT; 


/•  open  aux_flle  for  record  */ 
stream  -  f open (aux_f lie,  -w") ; 


/•  read  raw  signal  */ 

l  •  0; 

while  (scanfrilf  41f-,  *t(l],  «S(il)  l-EOF)  ++1; 
n  -  1 ; 


/*  find  global  minimum  t  maximum  •/ 

s_mln  -  2048.; 

s_max  -  -2048.; 

for  (1*0;  l<n;  ♦  1 

If  (s_mln  »  s(l|)  ( 

s_mln  •  s(l|; 
l~mln  •  1; 

r 

If  (s_max  <  s(l|  |  ( 

s_max  -  *(11; 
l_max  -  1; 

I 

I 

fprlntf (stream,  ’global  maximum:  4.31f  at  l-td\n*,  s_max,  l_max|; 
fprlntf (stream,  'global  minimum:  t.31f  at  l-»d\n",  s_mln,  l_mln); 

/•  set  trigger  level  at  SO  %  */ 
s_trlgger  •  0.5* (s_mln+s_max) ; 

/*  third  find  three  local  minima  •/ 

for  (1-0;  l<max_n_local;  *+1)  s_local(l|  -  2048.; 

was  Inside  -  0; 

3  --0; 

3,_mln  -  0; 

for  (1-0;  l<n;  *+1)  ( 

If  (s(l  |  <  s_trlgger)  ( 

If  (7waa_lnslde>  ( 

was  Inside  -  1; 


96 


If 


index( j| .begin  -  1; 

) 

(s  local ( j)  »  sill)  ( 
s_loeal|j|  -  s[l); 
lndex( j| -center  -  1; 

If  <1(11  --  i  min)  J  min  -  j; 

) 

I 

else  | 

If  (was_lnside)  ( 

was_lnslde  *  0; 

Index ! )) .end  -  1; 

+*): 

) 

i 

i 

/*  If  )<3  Chen  data  cannot  be  anallzed  */ 

If  ( j<3)  I 

fprlntf (stderr,  'Error:  number  of  local  minima  la  leas  than  3\n"); 
exit  () ; 

I 

/•  otherwise  go  on  •/ 

fprlntf  (stream,  'There  are  %d  local  minima  foundin',  )); 
for  <1-0;  1<J;  **ll 

fprlntf  (stream,  *t.31f  at  l-td\n*,  s_local(l),  Index! 1) .center) ; 
fprlntf (stream,  "The  pulse  l»d  Is  the  largeatln*,  j_mln+l); 

/•  set  global  variables  for  function  displacement  •/ 

_tl2  -  (t ( (lndex(0] .center) |  ♦  t ( (index (1 ) .center) I ) /2. ; 

_T  -  t ( (Index (2 | . center) |  -  t ( (lndex(O) .center) I ; 

fprlntf (stream,  'tl2-%.31f  T-».31f\n",  _tl2,  _T); 

/•  output  of  largest  pulse  •/ 
l_start  -  0; 
l_stop  -  n; 

If  (J_mln>0)  l_start  -  (Index! J_mln-t ) .center  *  lndex[)_min) ,center)/2; 

If  ()_mln<)-l)  l_stop  -  (Index! j_mln) .center  *  Index! )_mln+l) .center) /2; 

fprlntf (stream,  “output  Is  written  from  i-%d  to  I-%d\n",  l_start,  l_stop) ; 
fclose (stream) ; 

for  (l-l_start;  l<l_stop;  +*1 ) 

prlntf('%lf  »lf  »lf\n',  t(l),  displacement (t [ 1 )) ,  s(l|); 

/•  make  label  file  for  xyplot  */ 
stream-fopen (label_flle,  “w"); 
fprlntf (stream,  "normalize  tlme\n’); 
fprlntf (stream,  *auto-correlatlon\n") ; 
dT-fabs (displacement (t (Index! J_mln| .begin) ) 

-  displacement (t (Index! j_mln) .end) ) ) ; 

fprlntf (stream,  'The  pulse  wldthTFWHM)  la  ».31e  in  normalized  unit.\n*,  dT) 
fclose (stream) ; 

I 


1 
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